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Numerous attempts at electrical stimulation of the detrusor muscle 
of the urinary bladder to evoke contraction and evacuation have been 
carried out over the p~st decade. A review of prostheses for the 
restoration of urinary continence and for effecting bladder evacuation, 
is given. Problems encountered during detrusor stimulation to effect 
voiding such as pain and increased urethral resistance are due to 
current spread to the surrounding pelvic structures.· To restrict this 
current spread, sequentially activated multiple bipolar electrodes are 
employed. 
The development of a three-channel vesical stimulator to realize 
sequential pulsing is described. The inductively coupled device is 
externally controlled and totally implantable. The system used is 
believed by the author to be a unique method for transmitting three 
simultaneous and independent signals successfully to the simple type of 
receiver used. The good correlation between theoretical and practical 
results enables the theory developed to be used to predict the performance 
of coupled coils. 
The successful clinical trial of the stimulator in an animal and the 
good current restricting properties of the device indicate that the system 
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1 INTRQ)UCTICN 
Although mortality has declined since the introduction of 
antibiotics and improved catheter management, urinary tract 
infection is still a common cause of death in the paraplegic. 
The aim of treatment of neurogenic bladder dysfunction using 
electrical stimulation is to restore volitional control of 
bladder functiona 
Electrical stimulation of the bladder musculature is aimed 
at increasing the intravesical pressure with subsequent relaxation 
of the urethravesical junction. Surgical effort is almost entirely 
devoted to only decreasing outflow resistance. 
Increasing bladder outlet resistance by electrical stimula-
tion. of the pelvic floor musculature is possible thus preserving 
urinary continence and eliminating the need for catheters and 
portable urinals. 
The effects of bladder dysfunction include disability due 
to infection, the disruption of normal life at home and work, 
and social embarrassment. It is hoped that the construction of 
reliable stimulator mechanisms will eliminate these problems. 
1.1 HISTffiICAL NOTES CN THE USE CF ELECTRICITY Fffi URINARY BLADDER 
STIMULATIQ\J. 
Electrical stimulation of the muscles of the urinary bladder 
as a means of treating urinary retention was first used by 
Mc Guire in 1954. Mc Guire also constructed the first wholly 
implantable device powered by large external coils weighing 
between 35 and 45 pounds. The work of Mc Guire remained un-
10 
published until 1954 when Boyce et al referred to it in a 
paper describing the use of a RF stimulator with a portable 
transmitter. 
The first paper to be published on the use of an RF 
stimulator for the treatment of retention was by Bradley et a115 
in 1952. Further publications followed, amongst.them papers 
by Bradley et al 14 ( 1953), Ellis et al 33 ( 1955), Boyarsky11 
(ed.·, 195?) and Scott et a166 (1955). Hald and Mygind46 
( 1956) and Hald et al 44 ( 1936) suggested electrically induced 
'• -·- --.-···--···-·-·--~-----·--- .... -~ .... .,.-
2 
fatigue in periurethral muscle as a means of decreasinQ' 
urethral resistance during electrical stimulation. Also 
in 1966, Bradley and Conway13suggested an improvement in 
electrode design to restrict current spread, and in 1969 
Timm and Bradle;31 suggested the use of ssquential pulses 
in order to further decrease current spread. 
Peripheral nerve stimulation to effect voiding was 
first attempted by Dees 29 in 1940 (Published in 156?). 
He used a rectal electrode to stimulate the hypogastric 
plexus and obtained increased intravesical pressure rise 
without voiding. In 1958 Burghele et al
16 
, stimulating 
the pelvic nerves in dogs were able to induce micturition. 
, In 156? Habib2"evoked voiding by stimulation of the fourth 
sacral nerve (6-4), and in 195? Holmquist et al50 used 
dual electrodes to stimulate the pelvic nerves. After a 
series of experiments in which he stimulated sacral, pelvic 
and hypogastric nerves to effect voiding, Hald
43 
(1959) 
concluded that this method is unsuitable. Friedman et a1
37 
(1972) and Grimes et a1
39 
(19?3) used depth stimulation of 
the spinal cord to induce micturition with more promising 
results. 
In 1972 Chien et al
23 
(19?3) applied a magnetic field 
to ferromagnetic plates sutured onto the detrusor and so 
canpressing the bladder. A mechanical encapsulating device 
51 was also used by Jagannathan et al (1969). Both methods, 
whilst producing voiding, caused serious complications. 
Treatment of urinary incontinence by electrical stimulation 
of the levator ani muscle near the bladder neck was first used 
21 ) by Caldwell et al (1965 • The electrical vaginal pessary 
which stimulates the anterior fibres of the levator ani muscle 
and part of the intrinsic urethral mechanism in order to effect 
continence was first used by Alexander and Aowan2 (1968). 
(See Chapters 2 and 3). 
3 
1.2 PHYSICl..OOY CF THE URINARY BLADDER AND ITS ELECTRICAL 
ClliDUCTIGJ SYSTEM. 
i) Anatom~ 
The bJadder is a resevoir, collecting and storing urine 
from the kidneys until such time as it can be expelled. 
In man the bladder is situated subperitoneally most 
probably due to the erect posture. It is supported by the 
pelvic and urogenital diaphragms and is also connected by 
musculo-fibrous bands to the pubic bone, rectum and vagina. 
43 
(Hald , 1969). 
The detrusor or bladder musculature is smooth and 
consists of three layers: inner longitudinal, middle 
circular and outer longitudinal. This is a simplified view 
since muscle fibres run through all three layers and in all 
86 
directions (Woodbume , 1967). 
The posterior part of the bladder neck is f onned by 
the trigone and contains the ureteric openings. The exis-
tence of an internal sphincter has no anatomical basis 
86 43 41 
(Woodbume , 1967; Hald ,-1969). Guyton (1971) 
labels the trigonal muscle as the internal sphincter of the 
bladder. 
Just beyond the bladder, the urethra passes through 
the urogenital diaphragm, the muscle of which constitutes the 
exteITial sphincter of the bladder (See Fig. 2). 
ii) Bladder nerves 
Innervation of the urinary bladder is too complex 
for more than a simple summary to appear here. Useful 
11 43 
references are Boyarsky (ed., 1937), Hald (1969), 
~ M · 9 
Guyton (1971), Pederson (1971) and Bor~nd Comarr 
(1971). 
Contraction of the detrusor is a reflex action excited 
fran the bladder itself. Motor nerve supply to the detrusor is 
parasympathetic and is mediated over the sacral cord segments 
2, 3 and 4. Detrusor inhibition by sympathetic innervation 
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All bladder nerves contain both afferent and efferent 
fibres. The afferent fibres have their origin in the bladder and 
carry pulses fran the stretch receptors in the detrusor. The 
efferent parasympathetic fibres are the main motor nerve of the 
bladder and are capable of contracting the detrusor. 
Trigone motor innervation is fran the sympathetic 
nervous system originating fran the upper lumbar and lower thoracic 
parts of the spinal cord (Tll-12, U-3). 
The external urethral sphincter which is usually reflexly 
contracted, is supplied by the pudendal nerve. The smooth muscle 
.of the urethra receives nerve fibres fran the pelvic nerves. 
iii) The Physiology of Micturition. 
Micturition is the process whereby the bladder empties 
itself when full. 
The sequence in normal micturition is as follows: 
(a) The bladder fills until tension in its walls rises 
above a threshold value eliciting a nervous reflex called the 
"micturition reflex". 
(b) The reflex action greatly increases intravesical 
pressure which acts in a downward direction pushing the bladder 
neck open so that it forms a funnel. A conscious desire to 
urinate is felt. 
(c) Ch the release of cerebral inhibition, relaxation 
of the external sphincter and pelvic floor occurs. 
(ct) After emptying, the external sphincter and pelvic 
floor contract whilst the detrusor relaxes thus ensuring cont::.:<ence. 
The role of the trigone during micturition is to block off 
the ureterical orifices so that urine does not reflux into the 
ureters. In contracting, the trigone may aid the opening of the 
43 
bladder neck (Hald , 1959). 
The concept of an internal vesical sphincter which relaxes 
when the detrusor contracts is not valid, and continence is maintained 
by virtue of the resistance presented to urine flow by the flask-
like shape of the bladder neck (Greene and Emmett
38 
, 1953). 
---~----~-~~--·· ·- ·---····-----·------- ..-·__......~-. 
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Relaxation of the urethrovesical junction is sequential to 
contraction of the detrusor {Conway and Bradley
27 
, 1959). 
Significant alteration of micturition and incontinence 
have not been observed as a result of paralysis of the external 
sphincter. The purpose of the external sphincter is to enable 
interruption of urination and to voluntarily delay voiding 
{Greene and Emmett 
38 
, 1963). 
iv) Neu~uscular Transmission in the Bladder 
Smooth muscle fibres are about 1-10 )-1 in diameter and · 
0.5 mm long. Nerves to smooth muscle are about 0.5-1.5 }J in 
diameter and have no myelin insulation. Changing the membrane 
resting potential sufficiently will increase the sodium ion 
permeability. As the positive sodium ions enter the axon, the 
membrane potential is still further decreased thus producing a 
regenerative action. At the point of depolarization, circulating 
currents affect the axon ahead, causing it in turn to be 
depolarized. Thus an action potential is propagated along the 
nerve fibre (Lale 
53 
, 1966). There are more muscle cells than 
nerve endings in the smooth muscle of the bladder so that each 
motomeurone d.ivides within the muscle, branching to many muscle 
35 53 
fibres (Fletcher and Bradley , 1969; Lale , 1956). Hillarp, 
however, found that several nerve fibre endings converged on each 
43 
muscle cell (Hald , 1969). 
Denervated detrusor muscle is electrically inexcitable 
so that contraction is evoked by excitation of the neural 
conduction system (Timm and Bradley
80 
, 1968). Thus the ap-
plication of an external stimulus should not be directed at direct 
excitation of the muscle fibres. 
Fredericks et al36 (1969) observed a series of rapid 
biphasic spike potentials in the detrusor as the detrusor contracted 
and the intravesical pressure rose. Contraction and relaxation 
in smooth muscle is relatively slow, the excitation of one fibre 
spreading to neighbouring fibres. Thus the spike potentials 
observed by Fredericks et al elicit repeated contractions adding 
to each other to produce a sustained contraction known as 
· • torius 1 ( Lale53 , 1966 ) • 
-~-~-~~~-~---=--=-=--~·-~··-=·=··=--=·--=-=-=-·=-=-=--=-=---=--=·-=-=····=·-=-~·-~~~~~~~~"'--'-'~·~-~-·~···=-=··=·-=·-=--~·=-~·======-=·--=·=·n=b··~~··~~"=-=·::z.::.:~-
? 
The main neural pathways to the detrusor are located 
at the lateral ligaments of the bladder. In the rostral portion, 
these neural pathways are located about two thirds of the distance 
fran the outside to the inside of the bladder wall (Timm and 
80 
Bradley , 1958 ). Excitation appears tc, be initiated in the 
dorsal urethrovesical junction proceeding superiorly to the 
fundus and then ventrally, laterally and inferiorly to the 
urethrovesical junction ( Comvay and Bradley 
27 
, 1969). 
1.3 URINARY INCCNTINENCE AND RETENTICJ.J 
The intention in this section is not to list in detail 
the causes of urinary retention and incontinence but rather to 
briefly indicate the types of neurogenic bladders resulting fran 
such causes. 
Neurogenic vesical dysfunction is defined as urinary 
bladder dysfunction resulting fran lesions of the central and 
peripheral nervous systems (Hald
43 
, 1569; Emmett and Greene34 
1963). The type of bladder that will result following injury to 
the spinal cord depends on the location of the lesion. Lesions 
in the cervical or thoracic levels of the spinal cord (viz. above 
the reflex centre for micturition) are classified as upper motor 
neuron lesions whilst lesions through the conus medullaris or 
sacral nerves in the cauda equina (viz. below the reflex centre 
for micturition) are classified as lower motor neuron lesions 
( Canarr 26 , 1965). 
Most works on neurological urology list specific types of 
68 
neurogenic bladders. The classification of D.R. Smith (1966) 
has been used here. 
The reflex or autanatic neurogenic bladder is the result 
of a partial or canplete transection of the cord above the sacral 
level and may be caused by trauma, tumor and multiple sclerosis. 
As the bladder fills, strong uninhibited contractions occur and 
involuntary urination follows. The capacity of the bladder is 
small and residual urine is present. True sensation of 
is lacking. 
. · .. ·",''" 
fullness 
8 
Incanplete lesions of the cortex or the motor tracts 
result in the uninhibited neurogenic bladder. Causes are 
brain tunours, multiple sclerosis and possibly cerebrovascular 
accidents. Strong, uninhibited contractions cause involuntary 
voiding before the bladder reaches full capacity. There is no 
residual urine and sensation is normal. 
Lower motor neuron lesions result in a flaccid or atonic 
bladder. ·eauses are trauma, tLD71ours, tabes dorsalis and various 
congenital ananolies. Because the bladder is flaccid and there 
are no involuntary detrusor contractions, voiding is impossible. 
The bladder has a large capacity and overflow incontinence is 
usual. There is no sensation of fullness. 
Residual urine resulting from the inability of the bladder 
to expel all its contents, and the refluxing of urine due to 
abnormally high intravesical pressure during uninhibited contractions 
are the main problems associated with neurogenic vesical dysfunction. 
Electrical stimulation to effect voiding can eliminate catheter 
drainage in the case of residual urine thus preventing chronic 
infection, deterioration of the upper urinary tract and numerous 
34 
other problems (Emmett and Greene , 1503). 
9 
2 A REVID'/ CF PrlffiTHESES IN URINA.11Y INCO\!TINENCE 
2.1 INCCT'ffINEtJCE DEVICES 
Incontinence may be the result of impa:.rment of the pelvic 
floor musculature and urethra with subsequent reduction in 
outlet resistance, or due to either a reflex or uninhibited 
neurogenic bladder where strong uninhibited contractions occur 
causing involLmtary voiding, or an a tonic overdistended bladder 
with resultant overflow incontinence. 
Prostheses to restore continence are used where surgery 
has either failed or is considered unsuitable, and act either 
by electrically stimulating the extenial sphincter or by 
occluding the urethra or both, thereby increasing outflow 
resistance. 
i) Berry P,rosthesis 
The Berry prosthesis, made of acrylic, is used to control 
incontinence by kinking and canpressing the bulbous urethra just 
below the urogenital diaphragm •.. Its inventor claimed success in 
5 out of 11 cases (1951) 7 • A.M. Raney
65 
(1959), however, 
found that in 8 cases, one patient remained continent for 2 months, 
3 patients for a few days whilst in 4 cases no improvement in 
incontinence was noted. In addition, the patients developed 
fistula together with pain. 
ii) The Vagin~l Pessary 
By incorporating electrodes in a vaginal pessary, Alexander 
2 
and Rowan (1958) devised an effective means of stimulating the 
levator ani muscle and part of the intrinsic urethral mechanism 
thus maintaining continence. The electrodes are wound on the 
pessary, a cable emerging frcrn the vagina and being connected to 
a battery operated stimulator.· In a case report, a patient who had 
been incontinent for 8 years was fitted with the device and after 3 
months, although still incontinent on coughing, was dry enough not 
to need to change her clothing continuously. The stimulator is 
nonnally on and is only switched off to permit micturition. 
10 
69 
Stanton (1972) listed the disadvantages of the vaginal 
pessary as causing vaginal soreness and discharge, having a 
tendency to become dislodged, and the inability to insert it 
into a narrow vagina. 
iii) f.itimulator _I£r!J?.~n~~ 
Electrical stimulation of the levator ani muscle near 
the bladder neck as a means to effect urinary continence was 
18 first used by Caldwell ( 1963). 
Since striated muscle is being stimulated, the stimulating 
levels are much lower than those required to produce voiding when 
stimulating the detrusor muscle of the bladder. Typical stimu-
lating parameters used are 4v square pulses at a frequency of 
20 cps and pulse widths between 1 and 4 ms (Caldwell et a121 
1958). Induction coils are used to transmit the stimulus through 
the intact skin. 
28 
Cooper (1968) lists the criteria to be fulfilled in 
prospective patients as follows: 
a) Some innervated muscle in the pelvic floor must exist 
.. 
which will respond to stimulation. 
b) Continence must be of a dribbling or stress type due 
to low outflow resistance. 
c) Stimulation must raise the introvesical pressure at 
which voiding occurs. 
reflux. 
In addition to the above criteria, Stanton (1972) includes: 
a) Satisfactory upper urinary tracts and absence of urinary 
b) Adequate bladder emptying. 
c) No uninhibited detrusor activity. 
Methods used to locate the best possible site for electrode 
placement together with patient suitability (Caldwell et a120 , 1968) 
are: 
a) Stimulation via needles inserted through the perineum 
at different sitss until perineal movement is noted. 
b) Recording urethral pressure profiles during coughing, 
straining and inhibited urinary flow. The site where the latter 
causes a sharp pressure rise is the section of urethra where stimu-
lation is most likely to produce closure pressures. 
11 
. 18 
Initially Caldwell (1953) used a stimulator to effect faecal 
continence in a patient who had been incontinent for 23 years by stimu-
lating the anal sphincter. The patient regained canplete control 
and after 3 months was continent without stimulation. The apparatus 
was then used to effect urinazy continence in a patient who had 
been incontinent for 20 years. The patient remained dzy with the 
aid of the stimulator. · 
19 
Of the 8 failures reported by Caldwell et al ( 1958) in a 
group of 31 stress incontinent wanen who received stimulators, 
reasons for failure were given as 4 due to fractured electrodes, 
2 due to migration or twisting of the :implant, one due to sepsis, 
and one due to patient senility. No mention was made as to the. 
length of time the stimulators had been implanted at the time of 
writing except to say that one wanan was continent without stimu-
lation one year after implantation. 
3 
Alexander and Rowan (1958) treated 8 patients with stress 
incontinence and 6 patients with 'neurogenic' incontinence using 
stimulator implants. In the former group, SO:/o success was achieved. 
Of the neurogenic cases, success was achieved in 5 out of 6 patients, 
all with upper motor neuron lesions. The one failure in this group, 
a patient with a l0\'1er motor neurone lesion, had no perineal 
contractions on stimulation during the operation to implant the 
device. The success achieved in the •neurogenic' cases led 
Alexander and Rowan to believe that electrical stimulation of the 
external sphincter may also inhibit bladder contraction. Qie 
patient suffering fran stress incontinence became continent af ~er 
the operation to implant the stimulator without ever activatin; 
it thus indicating that the presence of the device also causes 
constriction of the urethra due to its presence so that both 
occlusion and stimulation are in effect being employed. 
?O 
Stanton and Edwards (1973) treated 18 children with 
urinazy incontinence between 1567 and 19?2 using stimulator im;:ilants. 
There were 5 failures, 5 successes and 8 cases where continence was 
:improved. Problems encountered were electrode fracture, mal-
positioning, pain, and infection. 
12 
Whilst having a higher success rate than devices used for 
electronicturition, stimulator implants for the restoration of 
continence rely on the continuous contractile response of muscle 
to electrical stimuli. Because of muscle fatigue, loss of 
44 
contractile response occurs (Hald et aJ. , 1956) and could be 
the reason for the initial success followed by a return of 
incontinence experienced in many patients treated thus. Further 
research and time is required to ascertain the long tenn usefulness 
of these devices. 
iv) Silastic Cuffs 
Loss of contractile response in pelvic floor stimulation, 
and pain and draining sinuses due to prosthetic devices such as 
the Berry Procedure led to the development of cuffs which encircle 
the urethra and occlude it. 
An external device for management of male urinary.incontinence 
25 
described by Citron et al (1972) consists of a hinge with a 
latching clasp affixed to a nylon band which is placed about the 
penis. The pressure surface of the hinge is of silcone rubber. 
The band is tightened sufficiently to prevent dislodgement whilst 
the device is deactivated. Cbclusion and deactivation are performed 
manually by releasing the latching mechanism and by applying 
pressure on the penis until latching occurs respectively. The 
device is inconspicuous when worn. After a trial period of 3 days 
on two healthy volunteers no adverse effects were noted. 
?9 
Timm (1971) developed an inflatable cuff constructed of 
silicone rubber sheeting. When placed around the urethra near the 
urethrovesical junction, it could be inflated to occlude the 
urethra or deflated to permit micturition using stainless steel 
bellows. Experiments were conducted on dogs to determine minimum 
cuff pressures needed to occlude the urethra for continence 
restoration, and whether urethral tissue viability would be 
impaired by the device. Pain, tissue necrosis due to restricted 
blood flow, and fibrous tissue were al:sent for cuff pressures 
below 40 cm ~o. 
13 
By attachi.ng an RF powered solenoid to the bellows, 
Timm and Bradley 82 (1971) could effect continence with a 
canpletely implantable device. Deflation of the cuff to 
pennit micturition was achieved by activating an RF 
transmitter in the vicinity of the solenoid causing a 
solenoidal force to act on the bellows thus increasing 
their volume. This volume is supplied by the cuff thus 
deflating it. Whilst no fibrous tissue formation around 
the cuff was observed after 4 months in animal implants, 
they felt that the high cuff pressures required to maintain 
continence during stressful situations might impede blood 
flow in the urethra thus producing tissue necrosis. To 
circumvent this, Timm and Bradley suggested the combined 
use of mechanical urethral occlusion together with inter-
mittent electrical sphincter stimulation during stressful 
situations. 
Timm and Bradley 83 (1973) devised an artificial 
sphincter consisting of a resevoir containing fluid, a 
silicone rubber cuff with valves and two squeeze bulbs. 
The fluid is circulated from the resevoir down to the cuff 
and back when the right bulb (closed position) or left bulb 
(open position) are pressed respectively. The silastic cuff 
has an inner sheet thinner than the outer so that inner 
cuff pressure is transferred completely to the urethra. 
The valves consist of a ball and spring and permit flow only 
when the pressure on the ball side exceeds that on the spring 
side of the valve by an amount determined by the spring rate 
of the spring. The ball prevents flow in the opposite direction. 
Four months after implantation, the device was found to be 
encapsulated in fibrous tissue but no urethral stricture, 
discomfort or :impairment of vascular supply.to the urethra 
for cuff pressures below 40 cm ~O was noted. The device was 
still effectual. 
14 
2.2 TREATMENT CF URINARY RETENTICN BY RENDERING THE PATLCNT 
INClliTINENT 
The passage of urine depends on the balance between the 
expulsive force to which it is subjected and the outflow 
resistance which impedes its flow through the bladder neck 
and urethra. Surgical effort is directed at reducing outflow 
resistance. Methods used include transurethral resection of 
the bladder neck or Y-V plasty, external sphincterectamy, 
pudendal neurectomy and urinary diversion and are often 
successful when increased resistance is due to contracted 
pelvic floor muscles in the spastic phase of paraplegia 
(Ellis et al 33, 1955). HaNever, methods such as sphincterectorny 
decrease sexual potency (Hald 43 , 1939). Urinary diversion by 
1neans of an ileal conduit has canplications such as stomal 
.contracture, skin breakdown, residual urine, calculi, urinary 
tract infection, recurrent pyelonephritis and social embarrassment 
48 . 51 . 84 
{Halverstadt , 1971; Jagannathan et al 1 1939; Wear et al ' 
1957). Often reflex detrusor action is so weak that it becones 
necessary to render the patient-completely incontinent (Ellis et 
al 33, 1955). Even if a completely reliable incontinence device 
were in existence, increase in intravesical pressure is still 
needed to ensure complete evacuation (Timm and Bradley 
68
, 1971)• 
Manual expression is difficult in obese patients (Hald 
43
, 1939) 
ancf phannocologic methods used to evoke detrusor contraction 
are not always satisfactory, especially in patients with atoni·.; 
bladders (Chien et al 23 , 1973). Thus electrical stimulation 
may be useful in the treatment of flaccid neurogenic bladder 
( 511ith 68 , 1966) and where urinary diversion is being considered 
(Halverstadt 48 , 1971). 
Although r;;JJ-/a of paraplegics eventually becane catheter free, 
in many the indwelling catheter has already contributed to 
significant morbidity and a method is needed whereby early 
removal of the catheter is possible (Stenberg et al 
72
, 193 7). 
15 
Electrical stimulation has the initial advantage of producing 
:irornediate restoration of bladder function together with the 
elimination of urinary infection (Ellis et al 
33
, 1935). 
A further application of electrical stimulation is in 
the case of colonic bladder substitutes most of which 
ultimately fail due to infection resulting from their inability 
to empty canpletely (Merril and Mari<land BO, · 1972). 
3 
16 
A REVIEW CF PRCET~SES IN URINARY RETENTICT'J 
All prostheses for overcc:xning urinary retention aim at 
increasing the expulsive force to which the urine is subjected 
to in the bladder, and the reduction of 01.:tflow resistance 
which :iJnpedes its flow. If the natural order of micturition 
can be mimicked, then the opening of the vesical neck will be 
sequential to contraction of the detrusor muscle. Methods 
used to achieve this fall into three categories viz. mechanical 
methods to contract the detrusor, nerve stimulation leading to 
detrusor contraction, and direct stimulation of the detrusor 
muscle itself. 
3.1 MECHANICAL METHffiS 
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In 1968 Jagannathan et al (1969) encased the bladders 
of dogs in double-walled casings of Dacron - reinforced silicone 
rubber. By inflating the interwall cavity, the inner wall 
collapsed onto the bladder increasing intravesical pressure 
sufficiently to cause voiding. __ 
·Immediately following surgery for implantation of the device, 
a good flow of urine was obtained together with complete bladder 
emptying. However, all subsequent testing produced only fair 
to poor emptying. 
Autopsy revealed peritoneal adhesions, peritonitis, a marked 
decrease in bladder capacity, and a thickening of the bladder 
muscle together with the formation of fibrous tissue. Subsequent 
experiments on the effect of silicone rubber on the tissue 
of the bladder resulted in minimal tissue reaction. It was 
concluded that the reaction was therefore due to the shearing 
stress produced by the vigorous contractions of the bladder 
enclosed in such a relatively rigid casing. This indicates the 
use of such a prosthesis in cases where the bladder is atonic 
although the collapse of such a dev:l.ce onto the bladder may 
also be responsible in part for the serious complications 
developed. 
Chien et al 23 (1973) sutured steel discs ta the dome, 
posterior and anterior walls of the bladder. An externally 
l? 
placed electranagnet was used to provide the force and 
direction via magnetic induction to compress the detrusor. 
Whilst voiding was effected, anental adhesions, the development 
of vesical calculi, and in some cases tearing of .the bladder 
due to the forces exerted on the discs by the external field, 
were experienced. 
The above two methods, whilst producing voiding, .are 
unphysiologic and hence seem to have little future practical 
value. 
3.2 NEURAL STiiiiULATim 
Dees 29, in 1940-41, realizing that only the thickness of 
the rectal wall separates its lumen fran the hypogastric 
plexus, decided to investigate the effect of electric stimulation 
on vesical contraction through an electrode in the lumen of the 
rectum. Since both sympathetic and parasympathetic fibres run 
fran the hypogastric plexus to the bladder and prostate, this 
method avoids the complication of exposing the parasympathetic 
nerves to effect stimulation. Female cats were used. Whilst 
the bladder contracted on stimulation, voiding was effected in 
only one cat. Current spread to other nerves was observed 
together with pain. When tried in four patients, the method 
failed to produce voiding. Considerable pain experienced 
by one patient led to the tennination of stimulation. The 
procedure was considered to have little clinical application 
and rejected for publication until 1957. 
Burghele, Ichim and Demetrescu (1958 15 , 1959 17) used 
electranagnetic induction to eliminate the nesd for wires 
between the pulse generator and the site of stimulation. 
Using platinum cuff electrodes to stimulate the pelvic nerves 
in dogs, they obtained a rise in intravesical pressure with 
subsequent voiding. However, the urinary stream usually 
stopped after 10-30 seconds of stimulation. 
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Staubitz et al 71 (1956) used an jmplantable stjmulator 
powered by batteries and activated by a magnetic switch to 
stjmulate the pelvic nerves in dogs. Although most of the 
dogs died shortly after the operation to :iJnplant the 
stimulator, one dog survived for over J2 munths. Electrical 
st:imulation in this latter dog produced repeatedly good 
evacuation with no residual urine. Pain was noted during 
stimulation with intact hypagastric nerves. Stjmulating 
voltages of up to 3v were used. 
Holmquist and Staubitz (1967) 
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and Holmquist, Staubitz 
and Greatbatch (1957) 50 had ljmited success with pelvic nerve 
stjmulation. In those dogs that survived the postoperative 
period, nerve damage resulted if the electrodes \'18re too 
tightly connected, or the ingrowth of tissue between the 
nerve and electrode tool<: place if the electrodes were loose, 
thus decreasing the effect of the stimulus. Also, outflow 
resistance prevented micturition, most probably due to 
st:iJnulus spread to the external sphincter. 
Habib 42 (1957), by st:iJnulating the fourth sacral nerve, 
produced voiding in two patients for 4 to 5 months. 
Simultaneous external sphincteric contraction also occurred 
together with chills, headaches and penile erections. He 
does not mention the efficiency achieved in voiding. 
Hald 43 ( 1939) used uni- and bipolar cuff electrodes to 
st:imulate the second sacral root and pelvic nerves. In 
opposition to the above mentioned exper:iJnenters, he rejected 
the use of sacral and pelvic nerve stjmulation as a means for 
treating neurogenic bladders for the following reasons: 
a) In infranuclear lesion the motor nerve fibres to 
the bladder degenerate resulting in eventual total unresponsive-
ness to stjmulation. 
b) Infection at the electrode site is more likely to 
occur than in the case of direct detrusor stjmulation. 
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c) Activation of the puderidal nerve because of 
current spread leads to excitation of the external sphincter 
with a resultant increase in urinary flow resistance. 
d) Penile erection which usually occurs with nerve 
stimulation adds to the outflow resistance. 
e) Spasms of the lower extremities and difficulty 
in breathing occur and can become very marked in cases where 
mass reflex tendency is already a problem. 
f) In patients with incomplete lesions, pain due to 
electrode irritation is a problem. 
The advantage of nerve stimulation when compared with 
stimulating the bladder muscle directly is that only an 
eightieth to one hundredth of the current is required to 
excite thE}herve arid hence obtain a comparable contraction 
of the muscle. However, current spread cannot be controlled 
by electrode design and placement as in the case of direct 
detrusor stimulation. 
In 1972 Friedman et al 37 used bipolar depth electrodes 
placed in the region of the central grey of the spinal cord 
to effect micturition in dogs with an overall success of 
about 6G;/,. In one dog, urination was forceful accanpanied 
by occasional defecation and no residual urine. Bladder 
contraction occurred without voiding in several cases due to 
contract1on of the external sphincter. Spread of current also 
resulted in pain. 
Extending the work of Friedman et al, Grimes et al 39 (1973) 
used depth electrodes, mostly at the S2 cord level, to effect 
voiding in 5 patients. Success was achieved in 3 of the 4 cases 
now beyond one year post-implantation. In two of the cases 
external sphincteratomy had to be perfonned to improve the 
initial poor voiding obtained. Side effects noted are adductor 
spasms, pile-erection, sweating, penile erection with occasional 
emission of seminal fluid, and sphincter spasm. These results 
are excellent when compared with the three long-tenn successes 
out of thirty-eight patients who received detrusor bladder 
stimulators. 
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3.3 OETRUSffi STIMULATilJ'J 
The first attempt at evacuation of the urinary bladder 
using detrusor st:imulation was that of Boyce et al lO in 
1951, publish3d in 1964 together with the results of 
W.F. Mc Guire (1954). Initially electrical stimulation· 
using a Grass stimulator was performed on human patients 
during experiments to record the bioelectric action 
potential from the smooth muscle of the datrusor. The 
·exper:iments were discontj_nued because of the severe pain 
occurring whenever the stimulus was sufficient to effect 
an increase in intravesical pressure. 
In 1954 Mc Guire performed a series of experiments in 
an attempt to find the best type of electrode and its positioning 
on the bladder, voltage amplitude, waveform, duration and 
repetition rate to effect voiding. He found that the types of 
electrodes and waveforms used were not important but that the 
use of multiple electrodes gave a more uniform increase in 
intravesical pressure. Later Boyce et al noted that the 
electrodes should be canpletely buried in the detrusor to 
prevent distortion of the waveform. 
1~1c Guire and Boyce et al were also first in constructing 
and using a wholly implantable device thus obviating the 
danger of infection resulting from the use of wires passing 
through the abdominal wall. The receiver consisted of an 
induction coil coated with a plastic material of low tissue 
reactivity. Pr:imary coils weighing 35 to 45 pounds were used. 
In 3 patients, implantation resulted in one complete failure 
due to severe pain with contractions of the adductor muscles 
of the thighs, partial success in one patient who could only 
void at high bladder volumes with resultant residual urine, 
and one success. This latter patient was able to void for 
18 months using the stimulator. The stimulator then became 
ineffectual with accompanying pain. 
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The development of transistors enabled Boyce et al 
to construct a portable transmitter based on the findings 
of further experimentation on human bladders. 
The earliest published reports on the use of a transmitte:r-
receiver unit for evacuation of the neurogenic bladder by 
direct detrusor stimulation were those of Bradley et al 15 (1962) 
and Bradley et al 14 (1963). Their receiver was more 
sophisticated than that of Mc Guire, consisting of a tuned 
coil, a rectifying diode, and a capacitor and resistor for 
effecting biphasic pulses to prevent tissue necrosis. 
Stimulating electrodes used were stainless steel discs and 
tape electrodes implanted intraperitoneally. During stimu-
lation, spread of current to neighbouring nerves and muscles 
was observed as well as pain in dogs with cauda equina lesions. 
They suggested that stimulus spread can be controlled by proper 
electrode location and design and that an extraperitoneal 
approach might eliminate pain. Important observations were 
that a sufficient area of muscle had to be stimulated to effect 
voiding, and that over-distention of the bladder and the use 
of an indwelling catheter reduced the response of the bladder 
to stimulation. 
66 In 1965, Scott et al , using large disc electrodes, 
produced canplete bladder emptying in dogs by stimulating a 
'trigger area' between the ureterovesical junctions thus 
suggesting that smooth muscle responds poorly to electrical 
stimulation, its response being mediated by its nerve network. 
An attempt to locate such a trigger area in humans failed. 
No intravesical pressure increase•could be noted and voluntary 
urination could be interrupted by activating the receiver. This 
was obviously due to spread of current to the external sphincter 
and pelvic floor musculature. 
In order to stimulate as large a mass of detrusor muscle 
as possible to lower stimulating levels, Ellis et al 33 (1965) 
used braided stainless steel wire electrodes stitched into 
the wall of the bladder and insulated up to the point of entry 
into the muscle. · They also introduced an important parameter 
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for measuring the effectiveness of stimulation viz. the 
volume of urine voided as a percentage of initial bladder 
volume. The transmitter used was also the first to receive 
its power from a battery source. Surge variations of stimuli 
were found to be more effective than the constant application 
of a voltage or current. Problems encountered by them 
included current spread and electrode breakage. 
Markland et al 58 (1956) implanted a stimulator in a 
patient and whilst an increase in intravesical pressure 
occurred, there was no voiding due to contraction of the 
external sphincter. Because of the poor condition of the 
detrusor muscle, it was thought that the pressure rise noted 
was due to contraction of the pelvic skeletal musculature. 
In an attempt to decrease current spread, Bradley and 
Corr~ay 13 (1955) designed bipolar electrodes. The first 
type consisted of two wires insulated from one another with 
metallic projections at regular intervals. Placed in close 
proximity, the two wires formed alternate positive and negative 
stimulating 'point• electrodes. A second form of bipolar 
electrode consisted of disc electrodes, the centre portion 
being insulated fran the outer part, and a signal of opposite 
polarity being applied to each electrode. 
Another method for decreasing the effect of current 
spread by eliminating urethral resistance was postulated 
by Hald and Mygind 46 and Hald et al 44 (1966). They applied 
a pre-stimulus fatiguing signal to the external sphincter 
thereby reducing its response to an electrical signal. Subsecuent 
stir.lulation of the detrusor thus produced voiding. An :implant-
able stimulator based on these findings was devised by Carstensen 
et al 22 {1970) and consisted of two independent circuits. The 
adjacent coils used· were about 1. 5 centimetres. in diameter, 
their centres being displaced by about 4 centimetres fran each 
other. No results are given as to the effectiveness of the 
apparatus. 
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Also in 1966, P.G. Lale 53 published a report on the 
mechanism of excitation of smooth muscle. He noted that 
current spread could be limited by the use of a grid of 
short wires having alternate polarity as the stimulating 
electrodes. 
Problems related to electrical stimulation of the 
62 urinary bladder were listed by Montgomery and Boyce 
( 1967) as the 
erections and 
24 Chou et al 
urge to defecate, abdominal cramps, penile 
pain, all of which are due to current spread. 
(1967) found that no pain occurred if the 
spinal cord lesion was a complete one at the thoracic or 
cervical level, and if a complete cauda equina lesion was 
combined with a bilateral lower thoracic and lumbar sympathectomy. 
Hald et al 45 (1967) suggested that treatment by electrical 
stimulation should be started as early as possible to avoid 
degeneration of the bladder musculature. After the implantation 
of stimulators in 3 patients with upper motor neurone bladders, 
reflex micturition occurred in two of them thus indicating that 
patients with lower motor neurone lesions are more suitable to 
-this type of treatment. This view was supported by the results 
of Stenberg et al 72 (1957) in 4 patients. Halverstadt and 
Leadbetter 47 (1958) achieved only one success in three patients 
with lower motor neurone lesions due to pain and sphincter 
spasm. It was thought that the placement of electrodes too 
near the bladder neck and pelvic nerve trunks was the cause. 
They also suggested insulating the electrodes from surrounding 
tissue by the use of a Silastic sheet. 
Susset and Boctor (1967 73 , 1968 
74
) used alternate 
positive and negative multiple electrodes in parallel with 
each other. The result was less tissue damage because of the 
diversion of current to the multiple electrodes.and the 
minimal resistance so obtained. The stimulator eventually 
stopped working after 13 months due to rupture of 3 of the 8 
electrode leads. The problem with electrodes that derive their 
energy from the same source is that current spread is maximized. 
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The electrodes are at the same potential at the s~me time and 
act as feedback paths for one another so that current spreads 
between them. 
In 1959 Timm and Bradley 81 suggested a further method for 
limiting current spread. In a series of experiments on dogs 
they attached three isolated pulse generators via electrodes 
to the bladder, two electrodes being positioned on the lateral 
ligaments on the ventral surf ace and the third one on the 
caudal- rostral midline of the dorsal surface. They then 
applied pulses simultaneously and sequentially to the three 
electrodes and found that with simultaneous pulsing, ·lG;s of 
bladder contents was voided. By varying the periods between 
pulses, it was found that the amount voided was directly 
proportional to the period between pulses, with 100:~ of 
bladder contents being voided when these periods were equal. 
Two principles are involved here. Firstly since each source 
is electrically isolated from the others, current can flow 
between the two conductors in one electrode pair but not 
between electrode pairs thus limiting current spread. The 
second principle can be demonstrated as follcr~s. Let the 
pulse rate during sequential pulsing be three times the rate 
during simultaneous pulsing. Consider a point equidistant 
fra;i the three electrodes. The field generated at this point 
by each electrode is identical if the electrodes are the same 
and equal voltages are applied to them. Applying pulses 
simultaneously to the electrodes results in a field of triple 
intensity at this point, whereas sequential application gives 
single intensities three times as often. Since the surroundinJ 
tissue of concern contains rapidly accommodating nerve fibres 
with low stimulus thresholds, the increase in frequency of 
stL~ulus application to these nerves does not matter, but the 
lower current at this point is below the stimulus threshold 
of most of these fibres. Thus the stimulus is restricted to 
the volume surrounding each electrode. 
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In 1971 and 1973 Timm and Bradley 82 t 83 prop~sed a 
method to restore full volitional control of bladder function. 
It consisted of a volume sensor attached to the bladder, a 
bladder stimulator, and a device for incontinence control. 
The bladder stimulator consisted of an external transmitter 
and a number of miniature receiver-pulse generators attached 
to tl1e bladder. The signal received by each implanted unit 
from the transmitter was used as a power source, activating an 
astable multivibrator in each receiver. Setting the rate of 
oscillation of the multivibratorsto slightly different frequencies 
ensured nonsimultaneous application of pulses to the bladder. 
The electrodes they used consisted of two parallel conducting 
wires woven in a helical fashion between insulative spacing 
·threads. These electrodes can easily follow bladder contour 
variations without intefering with the normal contractile 
function of the bladder. The electrodes were imbricated in 
the bladder wall so that only cells in the neural conduction 
system were excited. 
A two channel sequential stimulator was used by f1lerril and 
""O Ma~land 0 (1972) to electrically stimulate canine colonic 
bladder substitutes. Although current spread was not evident 
if stimuli below 15v were used, it did occur when voltages of 
20 to 30v were used. St:Unulation was painful and in unanaesthetized 
animals it resulted in contraction of the perineal muscles, inter-
mittent voiding and incomplete emptying. This was thought to h.2 
due to volitional holding rather than current spread. 
4. 
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REASms FCR INVESTIGATING THE RADIO FREQUENCY DETRUSCB 
STIMULATffi 
4.1 CHOICE CF i·•iETHffi 
The purpose of any prosthesis used to overcome urinary 
retention is to reproduce the natural sequence in 
micturition of detrusor contraction folla11ed by relaxation 
of the urethrovarsical junction. The lowest possible pressure 
needed to do this should be used otherwise additional problems 
such as refluxing of urine into the ureters will occur leading 
to possible renal failure. 
Although the stimulating levels used in nerve stimulation 
to effect e~ptying of the neurogenic bladder are small when 
compared with those used in detrusor stimulation, this 
method was rejected for the folla.ving reasons: 
a) Current spread still occurs because of the large 
diameter nerves being stimulated, their thresholds being 
much lower than the finer fibres found in the bladder 
musculature. 
b) It is not possible to restrict this current spread 
by means of electrode design and positioning. 
c) Nerve damage occurs easily because of the difficulty 
in fitting a nerve electrode so that it is neither too loose 
nor too tight. 
d) Nerve stimulation presupposes intact neural pathways 
between the site of stimulation arid the bladder. This is ndt 
always so. 
The problems listed above plus those associated with 
mechanical methods used to effect voiding led the author to 
believe that the solution lies in direct detrusor stimulation. 
4.2 BASIC REQUIREf.\EJ'..JTS 
The basic requirements of a stimulating device are that: 
a) There ·be no protruding wires passing through the 
skin between the bladder and the stimulator since this is a 
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ready source of infection and distress. 
b) The power source be external to the body so that 
the replacement of batteries does not necessitate any 
surgical operation. 
c) The controls for activating the device be 
external to the body since, unlike a heart pacemaker which 
is in continuous use, a bladder stimulator is only used when 
there is a need to empty the bladder. Induction coils can 
provide the means for doing this. 
d) The receiving circuitry be kept as simple as 
possible so that the size and weight of the implant are 
acceptable to the body. 
e) The implant be embedded in an inert insulating 
substance. 
f) The electrodes be flexible and able to withstand 
continuous movement, and also be as inert as possible to 
body fluids whether a current is passed through them or not. 
g) The applied stimulus be biphasic in order to 
minimize tissue necrosis. 
Added to these requirements must be the condition that 
current spread be kept to a minimum. 
4.3 MINIMIZATI°'1 CF CURRENT SPREAD 
Sequential pulsing as proposed by Timm and Bradley 81 • 82 
(1959, 1971; see Section 3.3) limits current spread because of 
the reduced field intensity in areas distant to the electrodes. 
The use of isolated pulse generators to achieve sequential 
pulsing also prevents the current from spreading from one set 
of electrodes to another. However, as described in the previous 
chapter, the system they :used to implement sequential pulsing 
of the bladder only pulsed sequentially at certain times. At 
other times the pulses appeared simultaneously or with continuo~Jsly 
varying periods between them since each astable multivibrator was 
set to oscillate at a slightly different rate to that of its 
companions. Since voiding is most efficient when the periods 
between pulses are equal (Timm and Bradley 81, 1509), the above 
system is not the best one possible. 
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It was thus decided to design a system to: 
a) Supply biphasic pulses to the bladder in a continuously 
sequential mann8r. 
b) Keep the implanted receiver as simple as possible, 
the complicated circuitry being in the external unit. This 
facilitates repairing the unit if necessary. 
It was also decided to use helical dual electrodes as 
described by Timm and Bradley 82 (1971) because of their good 
current restricting properties and their flexibility. Each 
electrode pair forms alternating positive and negative 'point' 
electrodes thus ensuring high electrical efficiency due to 
the high local rates of change of current, together with a 
rapid falling off of current at only a few millimetres from 
them. The nature of the weave (see Section 8.2 (ii)) allows 
the electrodes to follow bladder contour variations without 
intefering with the normal expansile and contractile function 
of the bladder. 
By further insulating the electrodes from surrounding 
* tissue with Silastic sheeting - , current spread is kept to 
a miniml.lil. 
* DON CffiNING crnP., MICHIGAN, USA. (SILASTIC SHEETING REINFffiCED, 
cat. No.501-1} 
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5 CHOICE CF SYSTE1~1 
5.1 INTRillUCTIG,J 
Of the three systems considered by the author, the failure 
of the first led to the suggestion of the second syste.'11 by 
This was rejected in favour.of the last system 40 R. Guelke 
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described here, which was developed with the aid of H. Melamed 
This system is believed by the author to be a unique method for 
transmitting three simultaneous signals successfully to the simple 
type of receiver used. A block diagram of the system used 
appears in Fig. 4. 
5.2 SYSTEi.i 1 
This consists of one transmitting coil and three .separate 
receiving coils each tuned to a different frequency as shown 
below: 
Square pulses are generated which amplitude modulate a 





are synchronized so that each channel is 
switched onto the primary inductance sequentially. Thus pulsss 
with different carrier frequencies are generated in tum. The 
receiver consists of isolated tank circuits tuned to the frequency 
of each oscillator and _eading to separate electrode pairs. 
This system was rejected because: 
a) It was found exper:imentally that each receiver 
'locked' onto the next so that they tuned in at the same 
frequencies. At no t:ime was it possible to isolate more than 
one channel fran the other two when three sets of rBCeivers 
were used. It was difficult to show this theoretically, but 
calculations showed that the reflected :impedances from the 
coils were sufficient to completely alter the impedance of' 
each tank circuit so that they resonated to]ether. 
b) Since the switching circuit appears after the 
amplifiers it would have to carry large currents and voltages 
thus increasing the complexity of the transmitting unit. 
c) Both switches need to be synchronized. 
5.3 SYSTEM 2 
The transmitter is as before. The receiver consists of 
one receiving coil, as shown below, in series with three 
parallel coils wound on cores. Because they are wound on cores, 
the parallel coils will have negligible flux leakage and hence 
intef erence between channels will not occur. Coupling between 








is small compared to L82 , ~3 and L54 s~ that they, 
together with the capacitor, detennine the frequency of resonance. 
Each circuit is isolated fran the other. 
With respect to the transmitter this system has the same 
disadvantages as System 1. In addition, because of the limited 
space available for ccrnpanents in the receiver, it was felt that 
the additional three cores would increase the size of the receiver 
beyond practical limits. The cares would also increase the weight 
of the implant which should be kept as light as possible to avoid 
patient discanfort •. 
5.4 SYSTEl.i 3 
If, in System 1, the fluxes induced in each secondary coil 
were to cancel with each other with respect ta the other coils, then 
interference between channels would not occur. 
Consider the following: 
If the coil is wound in the shape of a 'figure 8 1 then the 
flux induced in the one half will be in the opposite sense to 
the flux induced in the other half of the coil, provided that 
the primary is wound in the same shape. 
If now another coil is wound in the same shape as the first 
one but at right angles to it, any flux that is produced by or;e 
coil will be zero with respect to the other coil due ta its 
physical position. The twist in the coils allcr~s both to be 
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placed in the same plane. 
COIL 1 
COIL 2 
If a third coil is now wound in a circular fashion about 
the two 'figure B' coils, then the flux that it will induce 
in side {a) of coil 1, say, will cancel the flux it induces 
in side (b) of coil 1, and vice versa (see Fig. 3). 
Thus it is possible to have three sets of coils close 
together and cc:npletely isolated from one another provided 
that: 
a) The pri'Tiary coils are of the same shape as those 
of the secondary for each set. 
b) The coil halves of each coil set are identical in 
size, shape and inductance. 
c) Each coil side is wound in the opposite sense to 
its partner in each 'figure 8 1 coil. 
d) The ~#O 'figure 8 1 coils be set at right angles to 
each other and the circular coil encompasses each of the other 
two coils in the same way. 
e) The primary coils are positioned so that each coil 
is directly over each secondary coil. 
5. 5 ALIGf\ll.lENT CF COILS 
The obvious disadvantage of this system is condition e) 
above since whilst the coils can be constructed to some fair 
degree of accuracy, it may not be as easy ta position the 
primary coils 9ver those of the secondary which lie inside the 
body. Meyers et al 63 ( 1969) describe a cup in which the external 
: l' 
COIL 2 
SI DE (b) 
COi L 1 -----,--- -----,-~ 
SIDE (a) 
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coil lies. Since an internal coil will cause a bulge in the 
skin, the extenial cup can be fitted over the bulge thus 
preventing lateral movement of the implant and promoting 
closer coupling of the two units. If now the units are of 
a non-circular shape, when the external cup is fitted over the 
bulge produced by the internal unit, the correct alignment 
between the sets of coils will be realized. Thus the system 
is a feasible one. 
By further tuning of each coil-set to different frequencies, . . 
any slight misalignments will have a minimum effect. 
35 
6 ELECTRICAL REQUIREMENTS FCR l.RINAllY BLADDER STIMULATION 
6.1 INTRffiUCTION 
Besides electrode configuration described in the 
previous chapters, parameters such as pulse length, pulse rate, 
pulse amplitude and polarity, bladder impedance and electrolytic 
effects must be considered. 
6.2 PHYSICLCGICAL ASPECTS 
P.G. Lale53 (1966) drew the following conclusions from 
a study of the physiolo.Jy of, and the mechanism of excitation 
of smooth muscle: 
a) The depolarizing potential which diminishes the 
restirg potential across the membrane of the muscle fibre 
thus causing contraction of the muscle, is created by the 
change in field stren2th with distance and not by the field 
strength itself. 
b) ':'Jith 'point' electrodes buried in the smooth muscle 
and stimuli of a few volts, only nerves lying within one or two 
millimetres of the electrodes will be stimulated. For larger 
nerves the distance may increase to ten millimetres. 
c) Excitation normally only occurs around the negative 
electrode with pulses longer than half a millisecond not beirg 
much more effective. 
d) For excitation to occur around the positive electrcc~, 
pulses of higher amplitude or duration of more than two milli-
seconds are required. 
e) If the rise time of the potential is tens of milli-
seconds, excitation of the nerve will not occur due to 
accommodation. Therefore pulses of a few milliseconds or less 
must be used. 
f) The lowest frequency of stimulation needed to produ:;e 
sustained contraction in smooth muscle is less than one per second. 
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6.3 STI!WLATI(J'-J PA~A:~ETERS 
Because the optimum pulse width varies according to the state 
of tonus of the bladder, it is difficult to specify a specific 
value. The following is a list of pulse width and rate used by 
previous investigators: 
14 
1-5 ms 20-25 pps (Bradley et al , 1963) 
1.5 ms 20 pps (Ellis et al 33, 1965) 
45 
4 ms 20 pps (Hald et al , 1967) 
1 ms 20 (Susset & Boctor 73 ' 1967) pps 
84 
5-10 ms 10 pps (wear et al , 1967) 
72 
4 mS 20 pps (Stenberg et al , 1967) 
4 ms 20 . (Halverstadt & Leadbetter 47 1968) pps • 
4-5 ms 30-40 pps (Carstensen et al 22 , 1970) 
0.3-10 ms 20 pps (Talibi et al 76 , 1970) 
l ms 20 pps (Merril & Markland 60 , 1972) 
1 ms 20 pps (Timm & Bradley 83 ' 1973) 
Nearly all investigators used a frequency of 20 pulses per 
second but vazying pulse widths. Talibi et al 76 (1970) explain 
that the opt:imal pulse rate depends only on the frequency 
response of the system •nerve-muscle fibril of the bladder' and 
is independent of the nature, configuration and insulation of the 
electrodes. However, for constant voltage stimulation, the 
optimal pulse width depends on electrode configuration and current 
spread. 
For the type of electrodes employed (see Section 4.3), it was 
decided to use a pulse rate of 20 per second and a pulse width 
83 * of 1 mS (Timm & Bradley , 19?3; Mentor Bladder Stimulator ). 
6.4 ELitHNATim CF DIRECT CURRENT 
Because excitation occurs around the negative electrode, 
negative monophasic pulses are used. Electrolytic effects are 
* MENTCR 81.AOOER STIMULATCR ! MENTffi crnP.' NEN YffiK, USA. 
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minimised by the incorporation of a decoupling capacitor in 
series with one of the stimulating electrodes. Biphasic pulses 
are produced and there is no net flow of DC current. 
6.5 BLADDER IMPEDANCE 
The impedance of the bladder depends upon its size, the 
volume of fluid it contains (Shabazian 67 , 1969; Talibi et al 76 , 
1970), overdistention (Bradley et al 14 , 1963) and the area of 
electrode in contact with the musculature (Susset & Boctor 73 , 
196?; Bradley et al 14 , 1963). 
Talibi et al 76 (1970) measured the impedance of the bladder 
and found it to approximate a resistor in series with a parallel 
capacitor-resistor arm. The series resistance ranged in value 
from 42 ohms to 155 ohms with an average of 118 ohms in ].6 dogs • 
• Mentor Corporation designed a stimulator to work with a load of 
50 ohms, whilst Susset & Boctor 73 (1967) found the bladder 
impedance to vaty from 75 ohms to 100 ohms depending on the 
number of electrodes used. Hald 43 (1969) in a treatise on 
neurogenic dysfunction of the bladder mentions the following 
.investigators and bladder impedance measured by them: 
1 Alexander and Rowan (1955) 
Kantrowitz & Schamaun 52 (1964) 
12 Bradley, Chou & French (1963) 
70-370 ohms 
183 ohms 
. 35-100 ohms 
Using either two or four electrodes, Hald measured a bladder 
impedance of 155-190 ohms and 53-140 ohms in dogs respectively. 
A value of 227 ohms was measured using two electrodes in a patient. 
In an attempt to locate the opt~~al sites for electrode 
placement, the author constructed a catheter-type probe with 
retractable platinum wire electrodes. Using human subjects the 
probe was passed through the urethra into the bladder, and with 
the aid of a cyst011eter, placed at various sites on the bladder 
wall. Square pulses of constant current (27 mA) were used. 
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Recordings of stimulus voltage and current togeth~r with 
intravesical pressure were made. 
Recorded impedances ranged from 70 ohms to over 500 ohms 
with variations in impedance also occurring between various 
sites on the bladder as shown below: 
SITE IMPEDANCE 
(ohms) 
Between ureters 16? 
Bladder neck 450 
Roof 19'2 
Lateral median 400 
Lateral superiorly 212 
The experiments were tenninated because it was impossible 
to ensure that the surface area of electrode in contact with the 
musculature remained constant. As stated above, the bladder 
impedance was found to vary depending on the number of electrodes 
used. Timm & Bradley BO ( 1%8) measured impedances ranging from 
125 ohms to 533 ohms using bipolar electrodes. Impedance variation 
·was due not only to varying ratios of outer ta inner area of the 
disc electrodes, but also due to variation of stimulus intensity. 
6 .6 PO.'IEi=l RECUFlE:,1ENTS 
Timm & Bradley BO (1958) found that a current density of 
3 to 5 mA per cm2 is required to evoke contractions, that pulse 
amplitudes as high as 2/Jv have been required to obtain complete 
evacuation of bladder contents, and that 1 watt is needed at the 
82 output of the stimulator (Timm & Bradley , 1971). Other 
investigators who found an output of l watt necessary to effect 
emptying are Ellis et al 33 ( 1%5) , Hald et al 45 ( 195 7) and 
Susset & Sector 73 (1957~. 
\· 
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6.? DESIGN PARM.8ERS 
It was thus decided to design a stimulator which would 
deliver 1 watt to a 100 ohms load, the capacitive part of the 
bladder being incorporated in the large capacitor placed in 
series with the output lead used to produce biphasic pulses. 
The pulse width was chosen as 1 mS and the pulse rate at each 
electrode pair was chosen as 20 cps. 
I,. 
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7 THE RADIO FREQUENCY BLADDER STIMULATffi 
7.1 THE L03IC CURCUITRY 
The function of the logic circuitry is to supply each of 
the three oscillators with a train of modulating pulses in 
such a way that each oscillator produces bursts of oscillation 
for a fixed time and at a fixed rate of bursts. If the first 
channel produces a pulse at time t=O, say, and a second pulse 
at time t=t
1 
, then the second channel must produce a pulse 
at time t=t
1
/3, and the third channel at time t=2t1/3 so that 
the periods between the appearance of pulses at the three outputs 
are equal. 
A canplete diagram of the circuit appears in Figure 15, and 
the output wavefonns of the various stages are shown in Figure 16. 
Details of the design are given in Appendix G. 
i) Astable f;lultivibrator (AMVl 
Specifications: 
Frequency 
ClJtput pulse duration 
60 Hz 
8.33 ms 
The pulse generator consists of a Schmitt trigger (SN7413N) 
with an RC timing circuit which converts it into a freerunning 
multivibrator. The frequency is adjusted by varying the timing 
capacitor. 
ii) Dual JK Flip Flops 
The two JK flip flops (SN7476N) are gated by the output 
of the NliV in such a way that a logical 1 1 1 appears in tum at 
three different pairs of outputs for each three input pulses. 
The sequence is then repeated. 
iii) Ai~D Gates 
The SN7408 quadruple two-input positive AND gate is used. 
Each of the three pairs of outputs fran the JK flip flops is fed 
to the two inputs of an AflD gate. Thus one pulse will appear 
at each output of the three AND gates for each pair of simul-
taneous pulses at the inputs. 
.~ '. ~ 
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iv) Monostable Multivibrators (MMV) 
Specifications: 
OJtput pulse duration 1 ms 
The output of each AND gate is used to trigger three 
MMV's. The SN74121N MMV is used. Since the output pulse 
widths of the stage are 15.6° ms, the MMV's are used to 
adjust the pulse widths to the specified duration. This 
is achieved by varying the resistor of an external timing 
circuit on each one-shot multivibrator. 
?.2 COJPLING COILS 
Radio-frequency (RF) transmission of energy through the 
intact skin to an implanted receiver abolishes the need for 
having protruding wires passing through the skin, an essential 
requirement since this is a ready source of infection and 
distress. The power source is then external to the body so 
that battery replacement does not necessitate any surgical 
operation. Unlike most heart pacemakers, the bladder stimulator 
is used intennittently. The use of coupled coils enables the 
stimulator to be activated at will. Also since the stimulator 
is controlled externally, pulse width, rate and amplitude can 
be adjusted to effect optimal voiding conditions in each 
individual. 
This section describes in detail the design of the coupling 
coils. A complete circuit diagram of the radio-frequency circuit 
is given in Fig. 5. 
i) General Considerations 
S.W. Amos 4 (1943), using Reyners fonnula for inductance 
L = 0. afo2 x D-2. 25d )JH 
3.50+81 D 
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derived a formula for the coupling coefficient between two 
similar coils: 
(1+2.3a) 








~ """ .~' lijl~ 
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T ~ ~ ' ol§iiiiiii;:" 
11! ~ b 
_L 
where D= overall coil diameter 
d = depth of winding 
a= length of winding 
b = separation between coils 
N = number of turns 
c = b - a 
e = b +a 
Thus the larger the diameter of a coil, the greater the 
coefficient of coupling will be between two similar coils. Also 
the larger the number of turns, the greater the inductance of each 
coil will be and hence the mutual inductance. 
v 
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Consider the follaning equivalent circuit for two coupled 
coils: Cp RP c
5 
At resonance, the voltage appearing across wfil will appear 
across RL , and most of the power will be dissipated in RL if: 
a) AL> Rs, RP 
b) wM _>RL 
Now I.I = K j~L~ so that for large M, ~ and ~ , the primary 
and secondary inductances respectively, must be large. Thus the 
number of turns and the diameters of each coil must be as large 
as possible. The size of the coil is limited by the size of the 
receiver, and the number of turns is limited by the gauge of wire 
needed to carry the required current and its RF resistance which 
increases with decrease in gauge. 
Because of the difficulty of calculating the RF resistance 
by computer, it was decided to design the coils using an 
experimental rather than a theoretical approach. 
ii) Choice of Coil Dimensions 
Langford-Smith 
54 
(1953) states that maximum inductance 
occurs when: 
a) l/c = 1 
b) c/a = 0.662 
where 1 = length of winding 
c = radial depth of winding 
a = radius of coil to centre of winding 
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The outer diameter of the small windings was chosen as 2 cm, 
the maximum possible diameter, and the inner diameter was chosen 
as 1 cm so that: 
c = 0.5 cm 
a= 0.75 cm 
1 = 0.6 cm 
l/c = 1.2 
c/a = 0.666 
which approxi~ates the conditions for maximum inductance. 
The outer diameter of the large circular coils was chosen 
as 6 cm, the length and radial depth of the winding being the 
same as those of the small windings. 
iii) Choice of Freguencies 
The stimulating pulses are transmitted by means of 
carrier waves. 
Takashil'na 75 , ( 1956) showed that whilst the absorbtion 
of electroma2netic energy by alcohol dehydrogenase molecule 
occurs in the neighbourhood of_1 MHz, and by DNA in the 1 l<Hz 
region, the energy of radio waves in these regions is too 
7 small by at least a factor of 10 when compared with the 
min:i.mur.i energy required to break the weakest bond viz~ the 
hydrogen bond. Thus radio waves in this frequency range do 
not have a nonthennal effect on the structure of molecules. 
Besseling et al 8 (1955) used frequencies in the order 
of 30 L-1Hz to heat blood, and Mackenzie et al 57 (1957) 
found that frequencies below 10 fO-lz cause pain and discomfort. 
Some carrier frequencies used for RF bladder st:i.mulators 




14 (Bradley et al , 1953) 
(Mentor Bladder Stimulator*) 





(Halverstadt & Leadbetter 4?, 1968) 
(Susset & Boctor 73, 196?) 
(Hald et al 45 , 196?) 
Since (from ?.2(i)) wM must be large, the highest possible 
frequency must be used which will not decrease the Q factor of 
the coils unduly by increasing their RF resistance. 
To minimize the possibility of inteference from radio 
broadcasting stations, a frequency of below 200 l<Hz should be 
chosen. Also, the Decca Navigation system uses a carrier 
frequency in the region of 80 l<Hz. 
Initially a carrier frequency of 190 l<Hz was chosen for the 
first channel, 160 l<Hz for the second, and 130 l<Hz for the third 
channel. When the variable capacitor boxes were replaced by 
available capacitors, the frequencies used were 169.4 l<Hz, 143 l<Hz 
and 112 l<Hz for the first, second and third channels respectively, 
The following table illustrates the amount of 'cross-talk' 
between channels: 
COIL 1 COIL 2 COIL 3 
p = 1.44 w p = .0256 '}~ p = .0324 w 
0 0 0 
p = ,0025 w p = 1.44 VJ p = .0?84 w 
0 0 0 
p = .0049 w p = .0032 VI p = 1.44 w 0 0 0 
Since about 1 watt is needed to effect contraction of the 
urinary bladder, the power levels at the two electrode pairs due 
to 'cross-talk' from the 'CN' electrode pair are far below that 
required ta produce contraction. Thus sequential pulsing has 
been fully realized. 
Exciting each coil separately and rotating the receiver 
/ by 90° with respect to the transmitter produced the following 
results for the same excitation as the above table: 
EXCITED COIL 1 COIL 2 COIL 3 COIL 
1 - p = .01157 'N p = .0324 w 0 0 
2 p = .01224 '.'J - p = .0784 w 0 0 
Thus tuning each channel to a different frequency reduces 
inteference between channels. 
iv) Desicn of the Coils 
Having chosen the dimensions of the. coils and the carrier 
frequencies, it is now possible to calculate the inductance, 
coupling coefficient for a certain separation, the RF resistance 6 
and hence the optimim series load and efficiency of each coil set. 
The RF resistance of a coil depends upon the skin factor and 
proximity factor which incrBase with decreasing wire gauge, and 
the DC resistance which decreases with decreasing wire gauge. Thus 
it is possible to find a certain wire gauge which will make the RF 
resistance a minimum. S. 'N. G. 40 wire was found experj;nentally to 
be the optimum wire gauge for the chosen dj;nensions of the 
'figure 8 1 coils. The RF resistance of each coil should be small 
when canpared with the series load (secondary) or the reflected 
j;npedance into the coil (prj;nary) so that most of the energy is 
dissipated in the load and not the coil. Stranded wire is used so 
that the coil can tolerate the voltage and current levels required. 
Litz wire of the required gauge was not available so the coils were 
constructed of stranded wire wound by hand. 
The number of turns is calculated fran the dj;neinsions of the 
coils and the wire gauge, and hence the inductance and coupling 
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coefficient (see Section 7.2(i)). The mutual inductance can 
thus be calculated. The RF resistance of each coil is 
calculated fran a chart?. 
Appendix A shows the derivation of an expression for the 
efficiency of transport of power between two sets of coils, and 
Appendix B, the optimUTI series load for maximum efficiency at 
a set frequency and coil spacing. 
The principle of the auto-transformer is used to match 
the impedance of the bladder to the optimum series load since 
all that is required is a tapping on the secondary coil with 
no additional components. Appendix C describes the transformation 
of a series load into a parallel one, and Appendix D, the 
required turns ratio of the auto-transformer. 
v) Choice of Coils 
a) 'Figure 8 1 coils. 
Various coils were constructed as shown in the table 
below. Coil pair l had dimensions: 
D = 1.8 cm l = 0.7 cm Di = 1.2 o 
where D = outer radius of coil 0 
D. = 
J. 
inner radius of coil 
l = length of winding 
Coil pairs 2 to 6 had dimensions: 
0
0 




Coil 5 is a modification of coil 4 which, because of the 
high impedance reflected into the primary and the high voltage 
thus needed to produce l watt at the output resulted in breakdown 
of the insulation. Instead of using 900 turns, 7 strands of 
130 turns per coil side are used, the voltage and current thus 
decreasing by a factor of 7, and the inductance and resistance 
by a factor of 49. The Q factor and coupling coefficient and 
hence the efficiency remain constant. 





















































































































































































































































































































































































































































Since a parallel tuned circuit is used on the primary side, 
the load the amplifier 'sees' at resonance is the effective parallel 
resistance of the primary. Using coil pair 5 this resistance is 
about 5 Kilohms. In order to deliver 5 watts to this load, a 
voltage of about 158v is needed. Since this is not practical, 
the primary of coil pair 5 was reconstructed (viz. coil 6 in the 
table). 
Both pairs of 'figure 8 1 coils are identical except for the 
tappings on each coil since different frequencies are used. 
b) D.Jter Coil. 
The secondary coil was wound with 130 turns, 
again using seven strands of S.W.G. 40 wire, whilst the primary 
coil was wound with 13 turns using seventy strands of S.W.G. 40 
wire. 
Specimen calculations for one coil appear in Appendix F 
together with a table comparing the theoretical and experimental 
properties of the coils. 
vi) The Receivins Circuit 
Each receiving circuit consists of a receiving coil 
parallel-tuned by a capacitor, a rectifying diode and smoothing 
capacitor, and a decoupling capacitor with a leakage resistor as 




A smoothing capacitor is used to demodulate the stimulating 
pulse. The equivalent resistance seen by the load can be 
calculated as shovm in Appendix E, and the tapping on the 
secondary coil adjusted accordingly. 
To minimize tissue electrolytic effects and to prolong 
electrode life, it is necessary that an equal amount of charge 
be passed in both directions through the detrusor muscle. This 
is achieved by placing a capacitor in series with one of the 
output leads. When a pulse is present the capacitor will charge 
up with a time constant equal to the product of capacitance and 
bladder resistance. During the period when no pulse is present, 
the capacitor discharges through a parallel resistor thus producing 
a biphasic waveform with zero average DC output voltage. 
? • 3 THE RADIO FREG:IJENCY P0.'1ER AMPLIFIERS 
Each amplifier consists of a common emitter power stage, 
Q6 , driven by a conman collector amplifier, Q5 (see Figure 5). 
This type of amplifier was used as the power stage in RF endo-
cardial pacemakers by Mac Donald 56 (1965) and Astrinsky 5 (1968). 
A full description of the performance of this type of amplifier 
is given by Astrinsky. 
The AC carrier is fed through capacitor c
6 
and clamped to 
earth by diode D
1
• The transistors conduct when the base to 
emitter turn-on voltage is reached and then only on the positive 
peaks of the input signal which exceed this voltage. Thus besides 
its leakage current, the output stage draws no current from the 
supply when no signal is present. The amplifier thus operates.in 
the Class C mode and under normal loading conditions it is driven 
hard into saturation. As the amplitude of the input signal is 
increased, the conduction angle increases and in the limit the 
amplifier operates in the Class 8 mode. 
?.4 THE CARRIER CSCILLATrns 



















































Combining the oscillators and amplifiers into one unit would 
have meant energy waste and a reduction in efficiency. 
Astable multivibrators are used (see Figure 5) since no 
transformer is needed resulting a reduction in weight and 
physical size of the circuit. 
The astable circuit has two states, both of which are 
quasi-stable. It requires no external triggering signal to 
make successive transitions fran one quasi-stable state to the 
other. A description of this basic circuit is given by Milman & 
Taub 
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(1965). The frequency of oscillation is determined by 





varying R5 (using R4 ) it is thus possible to adjust the frequency. 
Each oscillator is gated by a monostable multivibrator 










saturate, the emitters of Q1 and Q2 
will be almost at earth 
potential and the astable circuit will oscillate. When no pulse 
is present, Q3 is in the cutoff region thereby causing transistors 
Ql and ~ ta saturate thus forcing the oscillations to stop. 
To reduce loading of the oscillators by the amplifier stages, 
an emitter-follower, Q4 and R8 , is used. Amplitude control of 
the output is effected by varying the drive to the amplifier stage 
via variable resistor R9 
7. 5 THE PO!/ER SUPPLY 
If the stimulator is to be powered fran the main line supply, 
this necessitates the availability of a suitable power outlet 
wherever the patient may be thus restricting free movement and 
possibly causing social embarrassment. It was therefore decided 
to use batteries as the power source. 
Two types of batteries were considered: the mercury and 
nickel-<:admium (NiCd) cells. Both types maintain a constant output 
voltage during discharge and they are also readily available. 
53 
F.E. Whitway 85 (19?0) in a review of power sources in 
bioelectrical engineering writes that whilst mercury cells have 
better power to weight ratio and power to volume ratio than 
secondary cells such as the NiCd battery, primary cells become 
uneconanical when used in other than low power applications. As 
an example he states that the total cost per year using rechargeable 
NiCd cells with a capacity of 900 mAh and a power consUi1lption of 
0.32 W is £9. However, dry mercuric oxide cells with a capacity 
of 1000 mAh and the same power consumption, cost £488 per year. 
Since the batteries need to supply 7 W, or O. 7 Wh per day, it 
was decided to use rechargeable NiCd batteries as the power 
source. 
In a review of NiCd batteries (TEKSCCPE 
77 
1969), the sealed 
cell is preferred to the unsealed type. It uses a minimum amount 
of electrolyte, can tolerate overcharging by dissipating the energy 
as heat, is efficient at high discharge rates and requires little 
maintenance besides ensuring that the battery does not discharge 
below the end point voltage when cell damage may occur. 
Eight l.2v , 450 mAh penlight NiCd batteries ere used in series. 
* The i'J-450AA has a charging time of 14-16 hours and battery chargers 
* ( NC-450 CADNICA ) are inexpensive and can recharge four batteries 
simultaneously. 
Since peak currents of upto 1 A will be demanded from the 
batteries, a large capacitor, c3 , is placed across them to reduce 
peak loading (see Figure 5). 
i 
Because the integrated circuits require a supply voltage o".-' 
v ** about 5 , the LOOS voltage regulator is used. 
* Manufactured by SANYO ELECTRIC CO. LTD., JAPAN. 
** . 
Manufactured by FAIRCHILD 
54 
Specifications of the LOOS are: 
Maximum input voltage 
Maximum output voltage 
Standby current 






62 db typical 
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8 DETAILS CF CCT'JST~UCTIO\l 
The complete unit is shown in Figure 1. 
8.1 THE EXTERNAL APPAHATUS 
The electronic canponents are mounted on two pieces of 
. * perforated insulating board with copper strips on the under 
surface. A high component packing density is used to ensure 
as small a unit as possible. The boards are housed in a 
perspex case such that they can be slid out to effect repairs 
as illustrated in Figure 6. By removing the top of the case 
it is possible to adjust the frequency and pulse width of each 
channel by means of trimming potentiometers. 
The batteries are housed in penlight battery holders so 
that they can be easily removed for recharging, and the case 
is connected via a cable to the transmitting coils as shown in 
Figure 7. Thus the apparatus can be carried in a pocket while 
the transmitting coils are placed in position over the receiver. 
The unit is thus inconspicuous when worn. 
The logic circuitry chips are in holders to facilitate easy 
replacement in case of failure. The emphasis in design has been 
on easy accessibility to all parts of the transmitter whilst 
there are no controls on the outside for the patient to mishandle. 
A conveniently placed button switch allows the patient to 
initiate and terminate stimulation. 
The coils are wound on perspex formers embedded in a perspex 
sheet which has the same shape as the encapsulated receiver to 
ensure correct alignment of the two units (see Figure 3). 
Coil Housina 
Dimensions: 
Cable length : 






Fig. 6 TRANSMITTER ILLUSTRATING REMCNAL CF WffiKING PARTS 
FRCM CASING AM> HIGH DENSITY PACKING CF CCMPONENTS 
Fig . ? TRANSMITIER CASE WTIH LID REMOJED , BATTERIES Ar-D PRIMARY 
COILS 
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8.2 THE IMPLA~ITED RECEIVER 
i) Construction 
The receiver consists of two coils wound on four 
perspex formers, and a third coil wound in a circular fashion 
about these. The formers are embedded in semi-circular perspex 
sheets. All the electronic components are either inbetween 
the coils or next to them as illustrated in Figure 8. 
All leads were cleaned with acid prior to soldering to 
ensure good connections. 
Dimensions prior to encapsulation: 6x6x0.9 ems 
ii) The Electrodes 
The electrode leads used were fashioned from bipolar 
* pacemaker leads They consist of two conductive wires in the 
form of a space wound coil of nickel alloy encapasulated in 
silicone rubber. The unipolar resistance of each lead is about 
1.29 ohms/cm. 
The electrodes are constructed from 32 strand braided 
** 0.0008" stress-relieved platinum wire (.92'/o Platinum; 8~~ Tungsten) 
*"** and braided insulative spacing threads Each electrode 
consists of two parallel conducting wires woven in a helical 
fashio~ between the spacing threads as shown below. Threads 4 
and 8 are the conducting wires. The weaving pattern is based on 
82 that of Timm & Bradley (1971) but has been modified to increase 
the strength of the weave so that each thread alternatively goes 
over and under its ccxnpanions. 
* MEDTRa.JIC INC., f.IINNESOTA, USA 
** LEICO I NDUSTRIES INC., NEW Yffi K, USA (SIG!vlUNO CG1N Alloy #479) 
*** DEKNATEL I NC., NE','/ YffiK, USA (TEVDEK 5-0 green braided Teflon-
impregnated Polyester Fibre, Code No. ?9-764) 
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3, ,,,.2 ,,,. ..... / ..... ,,,. 
6 
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;•/saving is done by placing an upright wire on a board 
with a plastic tube fitted over the wire. The threads are stuck 









The threads are then woven according to the following table. 
The threads at the head of the table are placed under those in 
the table proper. The sequence starts at (a) until step (p) has 
been reached whereupon the whole process is repeated. 
~ 1 2 3 4 5 6 7 8 p 
(a) 3 
(b) 2 















(p) I 8 
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01 completion of the winding, ends 3,4,5 and 6, and ends 
1,2, ? and 8 are tied together, the one end being passed 
through short bits of Silastic tubing* and glued with medical 
grade Silastic adhesive** as shown in Figure 9. Later this 
ending is also used to anchor the electrode in position on the 
bladder. The plastic tube is then slipped off the upright wire 
and the electrode is in turn slipped off the plastic tube. 
The two conducting wires are passed through a short double 
silicone tube and soldered onto the ends of the electrode leads. 
The soldered ends are then pushed back into the silicone tube. 
The whole is filled with medical adhesive. A piece of Silastic 
tubing filled with medical adhesive is then placed around the 












~~~ni"'iTITrniiIT"i1ffnTIT'iTIJlT\l) ELECTRODE LEAD 
The adhesive is also used to coat about 5 mm of the electrode 
since this is the entry point of the electrode into the bladder 
and it must be insulated to prevent current spread. 
* DCW Cffi NING crnP., MICHIGAN , USA. (MEDICAL GRADE : I.0.=.04"; 
0. 0 .=.08511 ) 
** OQV Ca=lNI NG CffiP ., MICHI GAN, USA. (SILICQ\JE TYPE A, cat. No. 890 ) 
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Fig. 8 RECEIVER PRiffi TO ENCAPSULATION SHONING PLACEMENT 
CF ELECTRONIC ca~PONENTS 
Fig. 9 WOJEN STThlULATING BIPOLAR 'ELECTRCDE SHO.\IING ANCHffi AT 
Ei\D CF ELECTRffiE Af'.D THE TWO Pt WIRES APPEARING AS 




Because of the difficulty encountered in obtaining 
medical grade epoxy resins for incapsulation purposes in this 
country together with the availability of medical grade solid 
elastaners, it was decided to fashion a housing for the receiver 
in the following way: 
* a) A solid Silastic block was carved so that the 
receiver fitted in it with the three electrode leads protruding 
through it. 
b) A non-reinforced extra firm 0.04" thick Silastic 
** sheet was glued to the top and botta:i of the block containing 
the receiver by means of the medical adhesive. 
c) Using a scalpel, the whole was then fashioned to 
the required semi-circular shape after having cured for 24 hours. 
To ensure that the electrode leads are firmly attached to 
the receiver, a stiff wire was wrapped about them, its ends splayed 
out so that the Silastic block absorbs any tugging on the leads. 
* 
FINAL SHAPE CF RECEIVER 
SI .:;:CCX"1E 




0 0.Y CCRNI NG CCRP., MICHIGAN, USA (cat. No. 803) 
** 
DO.'/ CCR NI NG CIT-IP.' r .. acHI GAN , USA (cat. No.502-1) 
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The encapsulated receiver can be seen in Figure 1. 
The receiver was placed in a beaker of water and put in a 
vaculJ'Tl chamber to ensure that no leaks occurred, 
Prior to implantation, the receiver was washed with soap 
and rinsed under a tap, and then rinsed in distilled water. 
Finally it was gas sterilized and left for a week so that the 
ethylene oxide gas used could dissipate out. 
The suitability of medical grade silicone elastaners for 
implant applications has been described by Lipshutz 55 (1966). 
Of l2.~'1 of implants which had to be removed, only three were 
due to infection. This was due to improper cleaning prior to 
:implantation. In all other cases no infection was found. This 
is confirmed by Jagannathan et al 
51 
(1969) who did a study of 
tissue reaction to silicone rubber. They found only minimal 
histologic evidence of such a reaction. Further references 
are given in the data sheets of the different silicone rubbers 
d 30, 31, 32 use 
Specifications of receiver after encapsulation 
Dimensions: 8x6.8xl.5 ems 
Lead lengths: 22 ems 
Electrode lengths: 5 ems 
Total weight: 114 gms 
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9 FINAL TESTS OJ THE STir.'.UU\Trn 
9.1 LABffiATffiY TESTS 
Prior to :implantation the stimulator was tested in the 
laboratory to ensure correct functioning of the circuitry. 
Specifications 3re given below . 
Soecifications: 
Pulse rate : 
a) Per channel 
b) Overall 
Pulse duration: 
OJtput pulse amplitude at 
1. 2 cm separation between 
transmitting and receiving 
coils with 100 ohms load: 
Current drain from 9.6v 
batteries with 100 ohms 
load and 1.2 cm separation: 
Qimensions of external 
apparatus: 
·;:eight of external 
apparatus: 
a) "lith batteries 









The change in mutual induc tance for all three coils as the 
distance between transmitter and receiver is varied is shown in 
Figure 13. Included are calculated curves for comparison. Graphs 
showing variation of output voltage and power with load resistance 
appear in Figure 14. 
Figure 10 shows the output voltage of the RF receiver across 
a 100 ohns load and Figure 11 illustrates the biphasic nature of 
the output waveform. The amount of pickup fran the other two 
channels can be seen as tv.ro small white blips between each pair 
of pulses. The sequential pulsing of all three channels is 
illustrated in Figure 12. 
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Fig. 10 OJTPUT VQTAGE WAVEFffiM FRC:U RECEIVER 
VERTICAL: 1 div • 5 volts 
HffiIZONTAL: 1 div • 0.2 milliseconds 
Fig. 11 rurPUT FRCll RECElVEA SHCl1IN3 BIPHAS:II: .WAVEFCAM 
VERTICAL: 1 div • 5 volts 
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Fig. 12 . ClJTPLrr VCLTAGE WAVEFa=tM FRCM ALL TK\EE CHAN~LS 
SHO.VING SEQl£NTIAL PULSING 
VERTICAL: l div .. 10 volts 
Ha=tIZCNTAL: l div = 10 milliseconds 
: COIL 3 
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Fig. 14 GRAPH OF OUTPUT VOLTAGE AND OUTPUT PONER versus LOAD RESISTANCE 
.; 
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9.2. TRIAL CF THE STWULATrn O'J A PATIENT 
i) Case Histo!i: 
The patient, a 22 year old tetraplegic (complete 
C4-5) was admitted on t.larch 27, 1973 with no feeling below 
C5 as the result of a motorcar accident. In AUJust of that 
year a CMG revealed a bladder capacity of 275-300 cc and one 
uninhibited contraction of 55 ems at a bladder volume of 50 cc. 
No sensation was present. Four days later bladder capacity 
had decreased, The patient could hardly void. In Cctober, 
1973, a cr.1G revealed uninhibited contractions at 150 and 
175 cc of upto 17 and 39 ems respectively. The patient agreed 
to have the stimulator implanted, The operation to implant 
the stimulator was performed on November 5, 1973. 
ii) Implantation Technique 
The following is quoted from the report in the 
patients personal file as described by the surgeon. 
"Gladder exposed with transverse incision and filled via 
catheter to get better exposure and identification pelvic 
contents. Bladder exposed after dissection from surrounding 
fascia but it was extremely difficult as previous paracystitis 
had created adhesions ++. 
"Peritoneal cavity inadvertently opened and also bladder 
due to attempt at separation of il'on- existent fascial planes. 
All peritoneal and bladder openings closed with purse string 
gut. Leads from control box x 3 buried in bladder wall 
posteriorly one and 2 laterally, Large ~" underwater drain 
put up." 
The electrodes were positioned as suggested by Timm & 
Bradley 
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(1959) i.e. two electrodes on the lateral ligaments 
on the ventral surface and the third one on the caudal-rostral 
midline of the dorsal surface, 








Care was taken to ensure that no part of the electrodes 
would be exposed to neighbouring tissue thereby increasing 
current spread. The electrodes were too long and fascia was 
used to cover.the protruding portions. The bladder was then 
isolated from surrounding tissue by means of Silastic 
* sheeting • 
The electrode leads protruded through the skin, the 
receiver housing being located on the outside to restrict the 
extent of the incision. This also provided access to the 
electrode leads so that the stimulating levels could be 
measured. Postoperatively, the device was tested with no result. 
iii) In Vivo Testing 
The stimulator was tested one week postoperatively with 
little success. The patient was then X-rayed ta ensure that the 
electrodes were still in position. The electrodes were then bared 
and an oscilloscope used to measure the stimulus voltage. With 
the bladder empty, the voltage measured across each electrode 
pair was in the order of lOv. On filling the bladder with saline 
solution this voltaae dropped to a few millivolts. It was then 
ascertained that the patient had a perforated bladder. At the 
time of the operation it was noted that the bladder wall was 
extremely thin in parts. An indwelling catheter was used to 
continuously drain the bladder. On December 12, 1973 a barium 
X-ray revealed that the hole had closed. No leakage was detected. 
*om1 CffiNING crnP.' MICHIGAN, USA. (SILASTIC SHEETING REINFCRCED, 
cat.· No.501-1) 
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This was subsequently confimed when during stimulation the 
stimulus voltage dropped only to Bv on filling the bladder 
with saline. 
Testing recanmenced on December 22, 1973. en stimulation, 
a pressure rise of only 3 cm ~O was measured on a water 
baraneter. At the same time the patient developed a reflex 
bladder which when contracting produced pressure rises in 
excess of 40 cr.i H2D, sufficient to produce urination. On 
measuring the stimulus levels, the actual power input was 
found to be e.bout 0.3 watts i.e. Bv and 40 mA, about one third 
of the expected power input. 
Because of recurrent infection of the patient and the 
failure of the device to produce sufficient intravesical 
pressure to effect voiding, the stimulator was removed on 
December 24 1 1974. 
9. 3 READJUSfoiENTS TO srmuLATCR 
A possible explanation for the drop in output power is that 
the secondary circuits became detuned because of the presence of 
surrounding tissue. It was thus decided to i.ncrease the stimulus 
levels by replacing the power transistors with those of a higher 
rating and increasing the supply voltage. 
The 80124 power transistors were replaced by SGS transistors 
(CPS 433) rated at 40 watts. The supply voltage was increased 
9.6v v ' from to 15 • The power developed across a 100 ohm resistor 
at a separation of 1.2 cm as shown in Figure 17 was 4 watts pe_· 
channel. Sub:nerging the electrodes in saline solution produce. i 
the following: 
ELECTRCDE PAL''.l VCLTS AMPS WATTS 
1 13 D.13 1.69 
2 15 0.12 1.80 
3 18 0.14 2.52 
L 
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Fig. 17. OUTPtrr. VOLTAGE WAVEFffiMS ACRCES 100. ohm. 
· LOAD AFTER READJUSTMENTS 
VERTICAL: l div = 20 v~lts 
HffiIZONTAL: l div= 10 milliseconds· 
1 •.I 
?1 
9.4 TRIAL CF STii.'ULATffi IN AN Ar'!L'vlAL 
The stimulator was reimplanted in a sow on January 22, 1974. 
The only differences in operating procedure were: 
a) Instead of imbricating the electrodes as had been 
done in the case of the patient, cuts were made into the 
bladder wall and the electrodes placed in these and then stitched 






This ensured closer contact between the. electrodes and the 
bladder musculature. 
b) Because the peritoneum is so thin and delicate in 
the pig, the insulating Silastic sheeting was placed over the 
peritoneum whereas before it was placed on the wall itself. 
Tissue reaction to the Silastic sheeting had been observed 
when the stimulator was removed from the patient. Thus only 
short strips were sutured over the electrodes embedded in the 
detrusor. 
c) The internal unit was completely implanted, the 
receiver being placed under the skin. The electrode leads 
had been shortened to an overall length of 16 cm. 
Stimulation was attempted whilst the bladder was exposed 
with no result. Ch opening the external unit, a loose connection 
was found. This was repaired and on completion of the operation 
stimulation was again attempted. The sow voided well whilst still 
under anaesthetic. The urinary stream was not continuous but 
flowed in short bursts accompanied with twitching of the anus 
as is usual in such species. There were no signs of current 
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spread whatsoever i.e. twitching of the limbs or contraction 
of the pelvic floor and abdominal muscles. The stimulator 
was next tested two days later. The sow again voided well 
except that twitching of the tail was noted. The stimulation 
was performed with the sow awake. There was no evidence of 
pain. 
In order to evaluate the performance of the stimulator, 
intravesical pressure and initial and residual urine volumes 
had to be measured. Attempts to introduce a catheter into 
the bladder via the urethra succeeded after a week but whilst 
transporting the sow to the operating theatre, the catheter 
became dislodged. No further attempts were made to catheterise 
the sow as she had opened the stitches by vigorously rubbing her 
abdomen against a concrete floor. Infection had set in and the 
experiment had to be terminated. 
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10 CONCLl.EIOr£ 
10.l ANALYSIS CF CLINICAL TRIALS 
The response of the bladder to electrical stimulation is a 
function of the state of tonus of the detrusor, bladder capacity, 
area of muscle stimulated, and stimulus intensicy. The failure 
of tha stimulator to evoke sufficient contraction of the bladder 
to effect voiding when tested in th!! patient was first thought 
to be solely due to atrophy of the detrusor muscle. It was noted 
durirg the operation to implant the stimulator that flaps of dead 
detrusor muscle hurg fran the bladder. The subs8quent development 
by the patient of a reflex bladder which produced intravesi.cal 
pressures in excess of ?J cm ~O, demonstrated that the detrusor 
muscle had sufficient tonus to.produce contraction and evacuation. 
Minimum pulse amplitudes used by previous investigators which 
produced voiding are listed below: 
(Ellis et a133, 1935) 
?3 (Susset & Boctor , 1937) 
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(Wear et al , 1937) 
(Shabazian67, 1939) 
A reflex bladder is extremely sensitive to any irritation. The 
failura of the stimulator to evoke more than a 3 cm ~O rise in 
intravesical pressure using measured pulse amplitudes of av thus 
indicates that: 
a) the bladdsr musculature was impaired to sane degrae, 
b) the type of electrods used, because it restricts 
current spread, may require increased activation in order to excite 
the same muscle volume as disc, plate or wire electrodes. 
Besides the increase in stimulating levels, a further factor 
which may have enhsnced the effectiveness of ths stimulator wh!:!n 
implanted in the SD\1 is the method used to insert the electrodes 
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into the bladder wall. Further experiments are needed to ev~luata 
the difference between imbrocating the electrodes and stitching 
them into incisions in the muscle wall. 
Whilst the stimula.tor induced voiding in the sow with no 
visible current spread or pain, it was impossible to evaluate the 
device any further as the sow had.to be destroyed. Also, the 
bladder of the sow was not denervated so that the stimulator 
requires further testing on different types of neurogenic bladder. 
Extensive clinical trials of the stimulator of several months 
duration ~re thus required to establish the device as a reliable 
method for the treatment of urinary retention. 
10. 2 FLITURE PCESIBILITIES 
The aim of electrostimulation of the urinary bladder is to 
mimick the natural order of micturition. To duplicate the contractile 
sequence foun·d during reflex induction in the normal bladder, it may 
be necessary to deliver variable pulse sequences and combinations 
to the bladder (Timm & Bradley83, 1973). The system developed by 
the author to transmit three independent signals through the intact 
skin lends itself to this application. 
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APPEl\OIX A~ EFFICIENCY CF TRANSPffiT CF ENERGY BETWEEN TNO COILS 




Voltage equation around primary loop is: 
Voltage equation around secondary loop is: 
• • 
. . 
0 = Ipjwl;l + Is(Rs + RL) 
jwi11 Ip and substitute in (I) 
Is ::.: - Rs + RL 
Input power 






I P . . l. 
APPEN'JIX B: CPTIMLV1l LOAD 
In the expression for efficiency derived in Appendix A, for a given 
set of coils, frequency and spacing, the only variable is the series 
load resistor, RL. Thus differentiating the expression for efficiency 
with respect to RL and equating the result to zero should yield the value 
of RL at which maximl.¥11 efficiency occurs. 
+ 
1 = 
= 0 for a maxirnl.111. 
For identical coils, R5 = RP 
2 2 
- RP I w M 
?8 
APPENJIX C: EQUIVALENT SERIES Af\i'D PARALLEL RESISTN-iCES ANDCAPACITANCES 
a WW ---... b a -- _...._ 
. . 
Consider the following two circuits; 
. " "R~" " l I ca vv~~v--+-i 
l 
Zl=R +~C a 1W .., a 




R = -------a 2 2 2 





c = a 










· A - A 2 b a c ----b - 2R 2R 
w b a 





and substitute in (IIIC) 
/ 1 + 2 12 2 - 1 w C R a a 
. . c a c =- -
b 1 + \.,2C 2R 2 
a a 
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Thus equations (IC) and (IIC) provide for the transformation fran 
a parallel to a series load, and equations (IVC) and (Ve) for that of 
a series to a parallel load. 
APPENDIX D: IMPEDANCE LiATCHrnG 
Paving calculated the optimUT1 series load fro~ Appendix 8 and having 
converted it to the equivalent parallel load from Appendix C, it must now 
be matched to the actual load. The principle of the auto-transformer 
lends itself to this since all that is required is an appropriate tapping 
on the secondary coil, and no additional components. 




From the theory of transformers, it follows that: 
where 
where 
N1 = total number of turns on coil. 
N
2 
= number of turns of tapping, 
R = resistance as calculated from equation (IVG) 1 
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P.2 = resistance of bladder circuit, 
APPEf\DIX E: CO\JVERSION OF AC TO DC PO,VER 







Using Fourier, since u(t) = Usin(wt) 
• 
• • 
vR(t) = Usin(wt) 
= 0 
Tr/w 





eDC = IT 
u2 p =-
DC 1T2R 
o ~t ~TT/w 
1T I VI~ t <:.,21T/ w 





and since it is the DC power that produces the stimulus, a more 
efficient method is needed to convert the AC power to DC. 
Consider now the case where a capacitor is inserted into the 
above circuit as shown: 
D e 
1---,~~-------+--'---.---
e(t) c R 
ER 
-~_,__ _ _...__,,, ___ -+-___ _L._ __ t 
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Applied voltage = E cos(wt) m . 
Assume that Er 
ep 
then ep 
= mean voltage across load 
= voltage across rectifier 
= E cos(wt) - E m r 
Current through rectifier 
E cos (wt) - E._ 
m rl 
~ = r 
= 0 




cos(wt1) = E m 
Quantity of electricity (charye) passed is the same through the 
rectifier as through the resistance. 
Quantity passed through resistance in one cycle 
~ 2TrJB 
= r= w 
from (L) 
t:. 
Quantity passed through rectifier in one cycle 










Since these two quantities are equal 









r :: tan( wtl) - wtl 
where 





e = E cos(wt) m 
= 
Energy supplied in one cycle 
wh 
r 





If the time constant of the shunt capacitor and resistor is large 
c001pared with one period, then the current with the capacitor is ir 
times the current without the capacitor. 
If A = the equivalent load the source 'sees' with the capacitor eq 
in circuit, then 
Energy supplied in 1 cycle to R 
eq 
Tf E 2 E 2 m m 
= 2R = 2r 
eq 
. . 
APPEM'JIX F: CJl.LCUU\TICT~S 
from (IJE) 
(II~) .... 
Initially the primary and secondary coils constructed had the same 
dimensions, number of strands and turns, and wire gauae. These coils were 
used to compare the theory developed for predicting the performance of coils 
with measured results. The primary coils were then reconstructed to enai.le 
the use of a practical value of supply voltage. Appropriate tappings wei.'s 
taken to match load and source impedances. 
Fl: THE TEST COILS 
i 
\ 
a) Inductance and RF Resistance 
Using Reyners fomula for inductance (see Section 7.2(i)) where 
D = 1.9 cm= 0.?48" 
d = .45 cm= 0.173" 
1 = .6 cm = 0.2361" 




3.5D + 61 
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D - 2.25d x . 
0 
0.2 x 16900 x o. 748(0. 748 - .3895) 
= 2.62 + 1.891 . 
= 
3380 x • 748 x • 3585 
4.511 
= 0.2006 mH 
Since there are two coil-sides per coil, the total inductance 
~ = 0.4012 mH 
Length <Jf wire used, L = 1r DmN yds. 
where D = mean diameter of coil in yards. m-
DC Resistance J, r 
~c == -;;-
where r = resistance of strand in ohms/yd 
n = nLJllber of strands 
D = 0.5711 ; m r = 1.33 ohms/yd; 
• • F\Jc "' 1T x 0.57 x 260 x 1.33 35 x 7 
= 2.46 ohms using SNG 40 wire. 
n = 7 strands 
Using a chart for calculating the ratio of RF to DC resistance of a 
coil 6 , it is possible to calculate the skin factor and proximity factor 
of a coil at a certain frequency. Since the ratio of RF resistance to 
DC resistance is equal to the SUTI of the skin and proximity factors, the 
RF resistance of the coil at the frequency of operation can be found. 
From the curves, S.F. = l; P.F. = 1.98 
•• RRF = RDC(S.F. + P.F.) 
= 2.46(1 + 1.98) 
= 7.33 ohms 
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at 190 KHz 
b) Coefficient of coupling and mu!::t.ial inductance. 
Using the fonnula derived by Amos (see Section 7.2(i)) for the 
coupling coefficient where 
a = 1 = O. 235111 ; b = 0.2351 + .472 = o. ?081" 
where the distance between coils is c = 1.2 cm = .47211 
e = b + a = 0. 9442"; D = 0.748" 
(1 + ~) 
D K = --~~~..-;,._.~~--,_,.,----~--
1 
2.3b 1 2.3c 1 2.3e + [) ( + 0-) ( + D'") 
(1 2.3 x .2351) 
= t + • 74f3 . ) -
(1 2.3 x .7G81)1 2.3 x .472) (1 2.3 x .9442) 
( + • 748 ) ( + -·- 748 ) ( + • 748 ) 
1.726 




. . . 
M = t<J~LS 
= KL 
= 0.05.57 x 0.4012 x 10-3 
= 22.8 JJH 
f = 19J rnz 
. 5 -4 
Q = 2TT 1.9 x 10 x 4.012 x 10 = 55 •4 7.33 
.. ! 
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where Q s unloaded Q-factor of the primary and secondary coils. 
c) QJtimum series load resistance. 
Fran Appendix B, equation (II8) 
r2 2 2 1 
RL = yw "M + Rs 
= J!.422 X 520 + 53. 7' I 
= J'?40 + 53. 7 I 
= 28.17 ohms.; 
d) Effie iency of transport of ene1'1]y. 
Fran Appendix A, equation (IA) where 
AL = 28. 17 ohms 
R = 7.33 ohms s 
R = 7.33 ohms p 
M = 22.B JJH 
f = 190 KHz 
Efficiency 
= o. 792 G + ~35liJ 
= D.585 
i.e. ~~1 = 58.5 1-
e) Comparison of theoretical and measured values. 
Inductance and DC resistance were measured on a G.R. impedance 
* bridge • 
I 




Measurement cf AF resistance: 
L C.R.O. l 
v. 
I 
Coil L is tuned by capacitor C to resonate at the required frequency. 
Voltage across the resonant circuit and current through it are measured, 
the latter by using a small series resistor A. Keeping the input voltage 
constant, resistor R is increased until the circulating current is one half 
of its former value. The above is based on the maximum power transfer 
theorem, the source resistance R being e~ual to the load resistance, RAF" 
Measurement of mutual inductance, M: 
M 
+ 
0 LP Ls E2 
R 
-=-
When the secondary coil is open circuited, the following relation-
ship holds: 
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The primary current I 1 is measured via resistance A, and the 
secondary voltage via a high impedance measuring device(C.R.D.). 




Both primary and secondary circuits are series tuned at the 
required frequency. 
with load voltage. 
purely resistive so 
Primary voltage and current are noted together 
Because they are tuned, both circuits are 
that output current can be calculated and 
hence the efficiency of power transfer. 
The optimum series load was found experimentally by measuring 
the efficiency for different values of load resistance. 
The results of the above measurements together with theoretical values 
are iisted below: 
r.1EASURED L Roe RRF M AL (~ 1-
(mHt (ohms) (ohms) (µH) (ohms) 1 ' J 
PRIMA9Y .403 2.54 7.81 
23.38 30 53.9 
SECO'DAl=\Y .412 2.6 8 
THEffiETICAL 
PRif,1fl..9Y .4012 2.46 7.33 22.a 28.17 58.5 
SECOi'-DARY .4012 2.46 7.33 
The good correlation between theoretical and practical results thus 
enables the theory to be used to predict the performance of coupled coils. 
F2: FINAL COILS USED 
The 'figure 8 1 coils were based on the test coils described above. 
a) Impedance matching. 
The optimum series load resistance calculated in section Fl(c) is 
AL= 28.17 ohms. 
From Appendix c, equation (IVC)' the equivalent parallel resistance is: 
where 




= (26.l? + ?.33) E + l:E2 x 10:~ 16.1 x ioJ 
= 35. 5 ( 1 + 181. 9) 
= 6.45 Kohms. 
Resiste.nce of bladder R = 100 ohms 
Source plus diode resistance r = 15 ohms 
••• From Appendix E, 2quation (IIE)' 
B. = 101~ = 6.66 = JI r ;:) . tan9 - 8 
0 0 
Fro.'71 the curve, 29 = 110 ; 8 = 55 = 0 .93 rads. 
Combining equations (I~) and (II~), 
R eq 
TT r = ~------~ 8 - sin8cos8 
TT x 15 TT x 15 
; 0.96 - .819 x .573 = 0.96 - 0.4695 
= 9S ohms. 
1T x 15 
= 0.4SQ5 
where R : equivalent load the source 'sees' with smoothing eq 
capacitor in circuit. 
Fran Appendix D, equation (IJU), where 
R1 : Rb ; R2 : R , - S eq 
Since N1 = 250 turns 
260 
N2 = 8.2 ::: 31. 7 
~ 32 turns 
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b) Primary 'figure 8 1 coil. 
If identic'al primary and secondary windings are used, the reflected 
impedance into the primary coil is: 
740 
= 35.'5 
= 20.8 ohr.is. 
Total primary resistance 
= ?.33 + 20.8 
= 28.13 ohms. 
Since the final circuit is parallel-tuned, equation (IVC) yields the 
equivalent parallel resistence: 
- 28 13 I, 1.422 x 1012 x 16.1 x 10~ 
- • ~ + 791 =.J 
= 28.13(1 + 289) 
= 8.15 Kohms. 
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If the resistance the amplifier 'sees' is chosen as 11 ohms, frQ~ 




11 -4 = 8'i55' = 13.5 x 10 
Nl 
0.035?2 - = 
N2 
Since r~ = 260 turns 
Nl = 250 x 0.03572 
= 9.54 turns 
e 10 turns. 
Using equation (JU), if the supply voltage E1 = lOv then 
E2 = El.~ 
Nl 
= 260v 
This voltage is sufficient to cause breakdown of the insulation. The 
primary coil was therefore modified. Instead of using 7 strands and 13J turns 
per coil-side, ID strands and 13 turns per coil-side were used, The 
inductance and resistance of the coil are decreased by a factor of 100, whilst 
the mutual inductance is decreased by a factor of 10. The 8-factor, cou~lin: 
coefficient and efficiency remain the same. 
Thus ~ = 4.012 pH 
Roe = 0.0246 ohms 
RRF = 0.0733 ohms 
r.1 = 2.28 JJH 
f = 19'J fG-lz , 
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Series impedance of the primary coil 
I 2,.2 w (I RPri = RP + ~ 
a 
= .0733 + 1.422 x 5.2 
3:),5 
= .0733 + .2082 
= 0.2815 ohms. 
Equivalent parallel resistance 
Rb = 2815 ri + 1:42.2 ~_ls.fl 
p • [ .0792 _J 
= .2815(1 + 289) 
= 81.4 ohms. 
The amplifier load was chosen as 11 ohms for the type of transistor used 
(Type BD124; VCE = 45v; I~ = 4A) 
---i.1x '-'1:1x 
N 2 





1 0.358 - = 
N2 
N2 = 26 turns 
. • N 1 = 26 x 0.358 = 9.55 
~ 10 turns 





which :ts well below the value of voltaoe needed to cause insulation 
breekdown. 
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The following is a table comparing theoretical and measured parameters 




COIL TOTAL Roe RAF f ivl '"l't ·;~ AC-AC 
PAIR Tu::ms TAPPING L (ohms) (ohms) (KHz) (µH) -
1 PRirvlARY 5.2 JJH 0.079 190 46 
I 
SECONJl\RY .41 mH 2.67 7.5 3.33 
- =- -:.· :..-:--.=:. 
2 PRI!v1ARY 5.2 µH 0.08.3 160 51.3 
SECONDARY .408 mH 2.63 5.5 3.2 I 
3 PRilvlARY 15.2 )..JH 0.107 130 87.l 
SECONDARY 1.263 mH 4.45 7.4 38 
CALCULATED 
1 PR WARY 26 10 4.012 µH 0.0246 0.0733 190 58.5 
S!::CO\JDA9Y 260 32 • 4012 mH 2.46 7.33 2.28 
- . 
2 PRIMARY 26 10 4.012 J.!H 0.0246 0.051 160 64.4 
SECQ\JDARY 260 33 .4012 mH 2.45 5.1 2.28 
--
3 PriIMARY 13 7 15.07 )JH 0.0468 0 .0781 130 95.4 
SECf1\JDARY 130 21 1.507 mH 4.68 7.81 41.3 
The experimental method used is not accurate enough to obtain a meaningful 
result when measuring the RF resistances of the primary coils since the source 
resistance R (see Appendix Fl(e) ) cannot be made small compared to the 
resistance of the primary coils. 
As can be seen fran the table, the discrepancy between calculated and 
measuried values is large. It must be remembered that each primary winding 
consists of ?O strands. It is thereforo impossible to wtnd this coil 
exactly into the available space resulting in a larger coil and a greater 
length of wire being used than that calculated for. 
The following measurements were taken on coil-set 1 in order to 
evaluate the efficiency of the amplifier: 
r/..(/ 
i" l1 DC-DC 
+ + 
vs Ii~ Vin 8 Vout Rl 
R 
VIN = av 
1IN = 
0 ,...._A 
p 7.6 w • ::i:J = IN 
VO = 10.av 
1a 0 in-A Po 1.158 \'I = • Lid = 
cl1 ~ 1~ DC-OC - l~ ~~cl :::i • .. x:r,: 
·'f ~: AC-DC 
' 
+ 
vs Vout Rl 
• • 
~I d'J - 31 r::r/_, 
io··v AC-DC - •Ji-





APPENDIX G: THE lffiIC CIRCUITRY 







Logically, each circuit in the SN?413N 78 functions as a four-input 
NND gate. 
Consider the following circuit: 
R 
A----1 P---4=-B--<iQ/ p 
c 
If at time t = O, say, point A is at logical 'O', then point 8 will be 
at 'logical '1 1 • The capacitor will then charge up via resistor R with a 
time constant RC. Then point A will be at logical 1 1 1 and thus point B 
will be at logical 1 0 1 • The capacitor will now discharge, again with a 
time constant RC until point A is again at logical 'O'. The process thus 
repeats itself continuously. 
G2: DUAL J K FLIP FUFS 




For every three clock pulses supplied by the N~W, .the dual JK flip 
flops must produce the following sequence: 
tn t n+l 
Ql Q2 Ql Q2 
0 0 1 0 
1 0 l 1 
l 1 0 D 
where 'l' - hiah output 
•o' - low output 
Thus Q n+l 
1 = (QlQ2 + Ql'Q2t 
n+l 
(Ql~)n Q2 = 
Thus Jl = ~ Kl 
J2 = Ql K.? 
The two flip flops are therefore connected 



















Thus the output from the flip flops is: 
Ql Ql Q2 Q2 
0 1 0 1 
1 0 0 l 
1 0 1 0 
It can be seen that a logical 'l' appears at two of the outputs at 
each bit time, 
G3: AND Gates 
In order to obtain one pulse only at each instant in time, each pair 
of outputs from the JK flip flops which have a logical I l' at the same bit 
time are fed into the two inputs of an AND gate as shown below: 
Yz 
02: 
The output of the AND gates is: 
Y1 Y2 Y3 
1 0 0 
0 l 0 
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Fig. 16 .. OUTPUT WAVEFffiMS CF LffiIC CIRCUITRY 
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Since the frequency of the ?JiiV is 60 Hz, the frequency of pulses 
appearing at the output of any one Af\D gate is 20 Hz which is the required 
frequency. 
G4: MONCGTABLE tAULTIVISR/ffCRS (M:101 1 s) 
The purpose of the f,il:iV' s is to e.djust the width of each modulating 
pulse to the required duration. This is achieved by means of a timing 
resistor and capacitor. Using a 0.1 )JF capacitor with a variable 10 Koh;;is 
resistor enables the pulse width to be varied from about 100 p3 to 1 ms. 
APPD·DIX H: LIST OF CG.lPQi1!EiffS 
The following is a list of components used. The numbers correspond 
to those given in the circuit diagrams of Figures 5 and 15. Subscripts 
1, 2 and 3 refer to eech of the three channels. 
RFSISTCRS CO;iPOi,FNT r·Ju:.r3;::q V;'.\LU~ TYPE 
P.11 values Rl 330 Carbon resistors rated at { we.tts 
in ohms unless other.-1ise sp9c if ied. 
R2 10 K TRIMl;'.ING POTEi,ffICf.!ETER 
R3 1 K 
R4 
1 
4.7 K TRii.li.iING POTEi.JTIQ,~ETErl 
R4 
2 
4.7 K TRIL'.i11ING POTENTIO;;t::TER 
R4 
3 







Rr 47 K 
::J3 
R6 18 K 
R7 50 ( 100/ /100 ohms) 
103 
RESISTffiS ca.1Por·!t:;:~rr r·JLf:JBER VALUE ~ 
RB 1 K 
R~ 
':J 
10 K TRIMMING POTENTimlETER 
RD 1 I< 
CAFACITrns 
All values in cl 22 + a 16v TA!'-JTALU'.'1 
microf arads 
unless other- c2 0.1 lviYLAR 
wise specified 
c3 1000 16v TANTALLJ~,1 
c4 220 pF CERAMIC 
1 
CLl 220 pF CERAf,iIC 
2 
c4 120 pF CERAriiIC 
3 
c_ 0.1 MYLA9 
0 
c_ 0.47 SILVER MICA b 














CAPACITffiS ca.1Pa,1Er,rr MJ.,i§fil VALUE TYPE --
G 
s1 
2200 pF PO-YESTER 
cs 2700 pF POLYESTER 
2 




0.6 6.3v TA~lTALUiJ 
CD 10 16v TANTALUM 
TRA!•JSISTCRS 
All transistors ~l 8Cl09 Manufactured by S.T.C.(S.A.) 
are silicon NPN 






% BD124 Manufactured by Motorola 
Semiconductor Products Inc., (USA) 
DIOJES 
Silicon D 1 OA5 Philips ( ~,Jetherlands) 
02 lt,!4935 Motorola Inc., (USA) 
S.'iITCH s1 Button Normally open 












Manufactured by Texas 




1 ALEXANDER, S., RC\'/AN, D.: Experimental evacuation of the bladder 
by means of implanted electrodes. Brit. J. Surg. 1935: 52:808. 
2 ALEXANDER, S., RO.VAr,l, D.: An electric pessary for stress 
incontinence. The Lancet 1568:1:728. 
3 ALEXANDER, S., RO.'/AN, D.: Electrical control of urinary 
incontinence by radio implant. Brit. J. Sul"]. 1968:55:358-354~ 
4 Al.iCE, S.W.: Calculating coupling coefficients. Wireless World 
1943: XLIX: 272-273. 
5 ASTRINSKY, E. A. : A radio frequency endocardial demand pacemaker, 
Ph.D. thesis. Dept. elec. engng. UCT. 
6 BEATTY, R.T.: Chart 15: Ratio of RF resistance to DC resistance of 
a coil. Radio data charts (5th ed.) Wireless World, ILIFFE & Sons 
Ltd., London. 
7 BERr:lY, J.L.: A new procedure for correction of urinary incontinence: 
preliminary report. J. Urol.1951:85:771-775. 
8 BESSELit·lG, J.L.N. ,BULL,A.B. ,DU PLE3SIS,J.f,1.E. ,fMSON,I.f,\.: The rapid 
wanning of blood for massive transfusion by radio-frequency induction. 
S.A.Mad.J.1955:39:137. 
9 BffiS,E. ,COl1Af1R,A.E.: Neurological urology. S. l<arger.Switzerland.1971. 
10 BOYCE,W.H.,LATHEl•i,J.E.,HUNT,L.D.: Research related to the development 
of an artificial electrical stimulator for the paralyzed human 
bladder: a review. J. Ural. 1964:91:41. 
11 BGYA~SKY,S., Editor: The neurogenic bladder. Williams & Wilkins, 
Baltimore. 1967. 
12 BRADLEY,\'J.E.,CHOJ 1 S.N.,FRt:i'.!CH,L.A.: Further experience with the 
radio transmitter-receiver unit for the neurouenic bladder. 
J. Neurosurg. 1933:20:953 • 
. . •.. · 
. ; ........ .. 
. ... ~ . ' 
' .. 
10? 
13 BRADLEY,W.E. ,CO~!,'/AY,C.J.: Improvements in the design of the 
implanted electronic vesical stj.mulator, J. Ural. 1966:95:897-898. 
14 . BRADLEY,W.E. ,WITTMERS,L.E. ,CHOU,S.N.: An experimental study of the 
treatment of the neurogenic bladder. J, Ural. 1963:90:575-582. 
15 BRADLEY,W.E.,WITTMERS,L.E.,CHOJ,S.N.,FRENCH,L.A.: Use of a radio 
transmitter-receiver unit for the treatment of neurogenic bladder. 
J. Neurosurg. 1952:19:782. 




17 BURGHELE,Th.,ICHIM,V.,DEMETRESCU,M.: Experimental studies on the 
physiology of micturition and the emptying of the urinary bladder 
in patients with lesions of the spinal cord, Rumanian Med. Rev. 
1959: 1: 48-51. 
18 CALO:NELL,1<.P.S.: The Lancet. 1953:II:l74-175. 
19 CALDWELL, f<.P.S. ,COOK,P.J, ,FLACK,F.C. ,JAMES,E.D.: Stress incont-
inence in females: report on 31 cases treated by electrical implant, 
J. Obstet. Gynaec. Brit. Cwlth. 1968:?5:?7?-?BO. 
20 CALD'~/ELL,K.P.S. ,COOK,P.J. ,FLACf<,F.C. ,JMlES,E.O.: Treatment of 
post-prostatectomy incontinence by electrode implant, Brit. J. 
Ural. 1958:40:183-186. 
21 CALD':JELL,K.P.S. ,FLACK,F.C. ,BROAD,A.F.: Urinary incontinence 
following spinal cord injury treated by electronic implant. 
Lancet 1965:1:600. 
22 CARSTENSEN,H.E. ,FREED,P.S. ,r.AGLONY,O.A. ,KAl\JTRO.'JITZ,A.: External 
sphincter fatigue as an adjunct to electrical detrusor stimulation. 
Invest. Ural. 19?0:?:38?-397. 
23 CHIEN, Y.C. ,WISE,G.J. ,GiiCB,D. ,STEIN,P.: Magnetically induced 
detrusor contraction: a new concept for treatment of neurogenic 
bladder. Invest. Ural. 1973: 10 :464-458. 
108 
24 CHCJJ,S.N.,BRADLcy,'N.E.,MAClKLAr-D,C.: Pain with radio frequency 
stimulation of the neurogenic bladder. In S. Boyarsky(ed.): 
The neurogenic bladder. Williams & Wilkins, Baltimore. 1:::67: 
chap.31:235. 
25 CITRCT\1 1 P. ,TitiM.G.W. rBRA'JLl="'(,W.E.: An external device for 
management of male urinaI"'/ incontinence. J. Biomechanics. 1972: 
5:257-250, 
26 CO.\A9R,A.E.: Qiagnosis of traumatic cord bladder. In S. Boyarsky( ed.): 
The neurogenic bladder. \'Jilliams & Wilkins, Baltimore. 1967:147-152. 
27 CO'!.'!AY, C. J. , BFIK:>LEY, W. E. : Measurement of spread of excitation in 
the urinary detrusor muscle during reflex induction. J. Ural. 1969: 
101 : 533-538. 
28 COCPER,D.G.~'I.: Bladder studies in children with neurogenic 
incontinence. With comments on the place of pelvic floor stimulation 
Brit. J, Ural. 1958:157-174. 
29 DEES,J.E.: Contraction of the urinary bladder produced by electrical 
stimulation. In s. Boyarsky( ed.): The neuroaenic bladder. Williams 
& '.'-!ilkins, Baltimore. 1967:chap.2B:209-213. 
3J OQ.'J CCRNING: Silastic sheeting 502-1. Bulletin: 14. 395-01: 19?0. 
31 00.'J Cffi!'l!f"!G: Silas tic medical adhesive silicone type A. Bulletin: 
14-1889: 1957. 
32 OQ!J CffiMHf.J: Silastic block 803. Bulletin:l4-1919:195?. 
33 ELLIS,F.,PAgr'.£9,J.,LALE,P.G.: The treatment of experimental cord 
bladder by electrical stimulation. Brit. J. Urol.1965:37:129. 
34 ELliETT,J.L.,GREENE,L.F.: In M.F. Campell(ed.): Urology vol.II. 
\'J.B. SAUiDERS & C0. 1 USA. (2nd 'ed.) 1953:chap.31:1406. 
35 FLETCHER, T. F. 1 BRADLEY, i.
1
/. F. : Comparative morphologic features 
of urinary bladder innervation. No. J. Vet. Res. 1569:30:1655. 
J 
109 
36 FREDERICKS,C.M. ,ANJERSCJ\l,G.F. ,RASMUSSEN,E.A. ,PIE~CE,J.M.: 
Electrophysiology of the canine urinary bladder. Invest. Ural. 
1969: 7: 33-40. 
37 FRIEDrAAN,H. ,NASHCl..D,B.S. ,SENECHAL,P.: Spinal cord stimulation 
and bladder function in normal and paraplegic animals. 
J. Neurosurg. 1972:36:430-437. 
38 GREENE, L. F. ,EMMETT ,J. L.: In M. F. Campbell( ed.): L'i'ology vol. l. 
(2nd ed.) W.B. SAUNDERS & CO. ,USA. 1953:chap4.:132. 
39 GRIMES,J.H. ,NASHO....D,B.S. ,CURRIE,D.P.: Chronic electrical 
stimulation of the paraplegic bladder. J.Urol. 1973:109:242-245. 
40 GUEL~ 1 R.: Dept. elec. engng. LCT. Personal communication, 1973 • 
. 41 GUYTQ\J,A.C.: Textbook of medical physiology. (4th ed.) 
W~B.SAUNJERS & CO.,USA. 197l:chap.38:442-445. 
42 HABIB,N.H.: Experience and recent contributions in sacral nerve 
stimulation for voiding in both human and animal. In s. aoyarsky 
(ed.): The neurogenic bladder. iv'illiams & Wilkins, Baltimore. 
1967:chap.29:214-228, 
43 HAL!:l,T.: Neurogenic dysfunction of the urinary bladder. Danish 
Med, Bul. 1959:16:suppl.V:l-1EO. 
44 HALD, T. ,FREED,P.S. ,AGRA';l'AL,G., KANTRQHTZ,A.: Urethral resistance 
·during electrical stimulation. Invest. Urol. 1956:4:247-2~. 
45 HALD 1 T. ,MEIER, •:.J., f<HALIBI, A., AGRA.VAL, G., BENTCN, J. G., KA.NTROUTZ, =· .• : 
Clinical experience with a radio-linked bladder stimulator. 
J, Ural. 1957:97:73-78. 
46 HAW, T. ,MYGIND, T.: Radiological study of electrically induce:::i 
micturition. Invest. Urol. 1956:4:152-160. 
47 HALVERST~DT,D.B.,LEKIBETTER,N.F.: Electrical stimulation of thg 
human bladder: experience in three patients with hypotonic 
neurogenic bladder dysfunction. Brit. J. Ural. 1936:40:175-182. 
110 
48 HALVERST.ADT,D.B.: Electrical stimulation of the human bladder: 
3 years later. J. Ural. 19?1:106:6?3-<i7?. 
49 HCL\iQUIST, 8., STAUBITZ,W .J.: The role of the pudendal nerve 
in connection with electronic emptying of the neurogenic cord 
bladder in dogs. J. Ural. 1967:98:198-203. 
50 HCU,i;UIST,B. ,STAU3ITZ,W.J. ,GREATBATCH,W.: The use of dual 
electrodes for electromicturition by pelvic nerve stimulation 
in dogs. Invest. Ural. 1967:5:1-11. 
51 JAGAW·JATHAi-J, T., FOITTE, J. , .A.BRAHAMS, V. C. , BRUCE, A. W. , HETHERINGTON, R. F. , 
LYNOOJ,D.W. ,ENGLISH,C.J.: A new approach to bladder evacuation: 
studies in dogs. Invest. Ural. 1959:7:15-22. 
52 l<A~ffRO'JITZ,A., SCHAMAUN,1 ... 1.: JAivlA 1964: 187:595. (SOJRCE :HALo43 , lst3:7). 
53 LALE,P.G.: Muscular contraction by :implanted st:imulators. r.led. 
Biol. Eng~2. 1966:4:319-331. 
54 LANSFCRD-51.lITH, F.: Editor: Re.dio designers handbook, ILLIFE 
Books Ltd., London. (4th ed.) 1933:chap.1D.2:444. 
55 LIPSHUTZ,H.: A clinical evaluation of subdermal and subcutaneous 
silicone implants. Plastic and Reconstructive Surg. 1966:37:249-2SJ, 
l.~C.DO\J.C..LD,lJ.J.: R.F. Pacemaker. B.Sc. thesis t~o.11, Dept. elec. 
engng. LCT. 1965. 
57 MP.Ct<ENZIE,J. ,SCHWER,J, ,STEPHENSCN,H.Jnr.: Radio-frequency 
energy transport into the body. J.Surg. Research. 1967:7:133-144. 
58 MA9i<LAf·D,C. ,CHOJ,S. ,BR/\Dl..EY;!J.E. ,'.'IESTGAT~,H. s'.'JOLFSCN,J.: Some 
problems in the use of intermittent vesical electronic stimulation. 
Invest. Ural. 1966:4:158-173. 
59 f,iELAi.\EO,H.: Johannesburg. Personal communication, 1973. 
60 t.iE:iRILL,J.C. ,:,;AlKU\ND,C.: Electrical stimulation of canine colonic 
bladder substitutes. Invest. Ural. 1972:10:239-242. 
111 
61 MILU~AN,J.,TAUB,H.: Pulse, digital, end switching waveforms. 
Mc Graw-Hill Book Co., Tokyo. 1965:438. 
62 MONTG0\11ERY,W.G. ,BOYCE,W.H.: Problems related to the physiology 
of micturition in atte~pting artificial electrical stimulation 
of the urinary bladder. In S. Boyarsky (ed.): The neurogenic 
bladder. Williams & WilkinG, Baltimore. 1967:chap.30:229-235. 
63 MYERS, G. H. , THU!vlIM, A. , REED, G. E. , CCRTES, L. E. : A power transfer 
device for mechanical hearts. Med. Biol. Engng. 1969:7:533-542. 
64 PEDERSON,E.: The neurogenic bladder. Scand. J. Rehab. Med. 
1971: 3 :67-76. 
65 RAMEY,A.M.: Re-evaluation of post-prostatectomy urinary 
incontinence with the Berry procedure. J. Ural. 1969:102:81-83. 
66 SCGfT ,F~B. ,QUESADA,E.M. ,CARDUS,D., LA.SKONSKI, T.: Electronic 
bladder stimulation: dog and human experiments. Invest. Ural. 
1955:3:231-4. 
6? SHAHB.ti.ZIAN,A.A.: Evacuation of the bladder with various electrical 
stimuli. J. Ural. 1969:101:59-61. 
68 SMITH, D.R.: General urology (5th ed.) Lange Medical Pubs., Les Altos, 
California. 1966:chap.17. 
69 STANTON,S.L.: Prostheses in urinary incontinence: a review. 
Bio-med. Engng. 1972:353-356. 
70 STANTON,S.L. ,ED'NAFlDS,L.: Treatment of pediatric urinary 
incontinence by stimulator implant. Brit. J. Ural. 1973:45:508-514. 
?l STAUBITZ 1 W. J. , CHENG, S. F. , GILLEN, H. '.!/. , HOU.1QUIST, B. , ZURLO, P. , GREATBATCH, 
W. : Management of neurogenic bladder in parapleg:!.c dogs by 
electrical stimulation of pelvic nerves. Invest. Ural. 1956:4:20-29. 
72 STENBERG,C.C. ,BURNETTE,H.W. ,BUNTS,R.C.: Electrical stimulation of 
human neurOt]enic bladders: experience with 4 patients. J. Urol. 
1967:97:79-84. 
112 
73 SUSSET,J.G.,BCCTCR,Z.N.: Electrical stimulation of the bladder 
an experimental study. Invest. Ural. 1967:5:20-29. 
?4 SUSSET,J.G.,BCCTCR,Z.N.: Implantable electrical vesical stimilator: 
clinical expgrience. J. Ural. 1968:98:673-678. 
75 TAMSHIMA,S.: Studies on the effect of radio-frequency waves 
on biological macromolecules. IEEE Trans. Bio-Med. Engng. 
1956:8ME-13:28. 
?6 TALIBI,M.A. ,DROLET ,A., KUNOJ,H. ,RCBSON,C.J.: A model for studying 
the electrical stimulation of dogs. Brit. J. Urol. 1970:42:55-65. 
77 TEKSCCPE: Nickel-cadmium battery review. Tektronix Inc., Oregon, 
USA. 1969:l:No,4:8-ll .• 
?8 TEXAS IMSTRUMENTS INC.: The integrated circuits catalogue for 
design engineers. Dallas, Texas, USA (1st ed.) 1971:6-22 - 6-25. 
?9 TIMM, G. W. : An implantable incontinence device. J. Biomechanics. 
1971:4:213-219. 
80 TIMf·,·i,G.W. ,BRADLEY ,W.E.: Excitation-contraction coupling in the 
detrusor muscle. Invest. Ural. 1968:6:?9-88. 
81 TIMM,G.W. ,BRADLEY ,W .E.: Electrostimulation of the urinary detrusor 
to effect contraction and evacuation. Invest. Ural. 1959:6:552-568. 
82 TIMM, G. W. , BRADLEY, W. E. : Electromechanical restoration of the 
micturition reflex. IEEE Trans. Bio-Med. Engng. 1971:8ME-18:2?4-280. 
83 TIMM,G.\V. ,BRADLEY,W.E.: Technologic and biologic considerations in 
neuro-uroloaic prosthesis development. IEEE Trans. Bio-fvied. Engng. 
1973: BfiiE-20: 208-212. 
84 WEAR,J.B.,l<HEUTZMANN,R.,BARQUIN,F.,BERNHARDT,N.: Observations on 
electrical stimulation of the canine bladder. J. Ural. 196?:9?:469-4?7. 
85 WHITEWAY, F. E.: Power sources in bioelectrical engineering. 




A. T.: Ana tony of the bladder. In S. Boyarsky (ed.): 
The neurogenic bladder. Williams & Wilkins, Baltimore. 19'.3?: 
chap.1:3-1?. 
